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Abstract: Rayleigh, Brillouin and Raman scatterings in fibers result from the interaction of 

photons with local material characteristic features like density, temperature and strain. For 

example an acoustic/mechanical wave generates a dynamic density variation; such a 

variation may be affected by local temperature, strain, vibration and birefringence. By 

detecting changes in the amplitude, frequency and phase of light scattered along a fiber, 

one can realize a distributed fiber sensor for measuring localized temperature, strain, 

vibration and birefringence over lengths ranging from meters to one hundred kilometers. 

Such a measurement can be made in the time domain or frequency domain to resolve 

location information. With coherent detection of the scattered light one can observe 

changes in birefringence and beat length for fibers and devices. The progress on state of the 

art technology for sensing performance, in terms of spatial resolution and limitations on 

sensing length is reviewed. These distributed sensors can be used for disaster prevention in 

the civil structural monitoring of pipelines, bridges, dams and railroads. A sensor with 

centimeter spatial resolution and high precision measurement of temperature, strain, 

vibration and birefringence can find applications in aerospace smart structures, material 

processing, and the characterization of optical materials and devices. 

Keywords: fiber optic sensors; brillouin scattering; Rayleigh scattering; Raman scattering; 

distributed sensors; birefringence; temperature; strain; vibration; optical time domain 

reflectrometer (OTDR); optical frequency domain reflectrometer (OFDR) 
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1. Motivation for Distributed Fiber Sensors 

When one drives over a bridge, or through a tunnel, or stays inside a large building or takes an 

airplane, or uses the power from water dams or power generators, we want to be confident about the 

health of those structures. They can be inspected from the outside, but internal stresses and strains 

affecting their frameworks remain all but impossible to measure in a practical efficient way. Detecting 

cracks in concrete before they become visible could help prevent structural collapse of buildings and 

other civil works. Therefore, diagnosing the health of structures has been an ultimate driving force for 

the development of distributed fiber sensors. 

A truly distributed optical sensor is expected to reveal temperature, strain and vibration information 

from any point along an optical fiber through light scattering. The challenge has been to find a 

mechanism that would allow the key structural parameters to be determined at any point along an 

optical fiber with an appropriate sensitivity and spatial resolution, and yet within acceptable time limits 

for vibration or dynamic strain detection. Fortunately, due to the great efforts of researchers from the 

fiber sensor community over the last 20 years, the performances of distributed strain or temperature 

sensors are adequate for many applications that require large areas of coverage with high location 

accuracy [1], especially for distributed sensors based on Brillouin scattering, the strain resolution is a few 

micro-meters over one meter (micro-strain) and the temperature resolution can be less than 1 °C [2]. The 

standard communication fibers can be imbedded in structures such as bridges, buildings, dams, power 

generators, airplanes and other civil works, to report their internal status. 

Fiber optic systems will become one of the core technologies to reveal local information of various 

structures as a function of the monitoring probe, and they can be combined with instrumentation 

technology to assist us in making decisions on the safety of each structure. The link from a local probe 

to the decision maker would be provided by Internet through telecommunications. This will reduce the 

civil structure danger and their fatal impacts on our daily lives.  

Distributed sensors can also find applications in fiber optic communication field, where spatially 

resolved measurements of polarization properties of fiber optic link on the birefringence, polarization-mode 

dispersion (PMD) could be conducted with polarization sensitive reflectometric techniques. The 

importance of such a monitoring is to provide guideline on design and manufacturing low PMD fibers 

to enable high speed communication systems. 

This paper reviews various distributed sensors that have been developed based on Rayleigh, 

Brillouin and Raman scattering, and their working principles, as well as some of the applications. The 

paper is arranged as follows: the introduction and outline is contained in Section 1; followed by the 

definition and system limitation in Section 2, Section 3 then covers the theory and working principle of 

spontaneous Rayleigh, Brillouin and Raman scattering, as well as their mechanisms for measuring 

strain and temperature; the use of the Stokes and anti-Stokes ratio in Raman scattering for distributed 

temperature sensing is explained in Section 4; the Rayleigh scattering based OTDR (optical  

time-domain reflectometry) [3] and OFDR (optical frequency-domain reflectometry) and system 

performance are illustrated in Sections 5 and 6 along with discussion of vibration, acoustic wave and 

birefringence measurement using coherent detection of phase OTDR and polarization OTDR 

(POTDR), as well as device characterization using the OFDR technique; Section 7 discusses Brillouin 

scattering based distributed sensors, which have been intensely studied for last twenty years along with 
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their various applications. In this section, we shall review major milestones associated with Brillouin 

Optical Time Domain Reflectometry (BOTDR) and Brillouin Optical Time Domain Analysis 

(BOTDA); followed by the use of combined Brillouin gain and loss to form parametric gain to make 

distributed sensors, the phase matching conditions for the gain and loss process, and their different 

Brillouin frequencies due to the chromatic dispersion (CD) and PMD, and the potential applications to 

measure CD and PMD using the off-resonance Brillouin spectrum. Recent development of the 

Brillouin grating, differential Brillouin gain and Brillouin ―echo‖ have been discussed in this section as 

well, along with summarizing Brillouin scattering based distributed sensors operating in the frequency 

domain. In Section 8 we will review the progress of a new type of Brillouin grating based sensor. 

Sections 9 and 10 provide a summary of distributed vibration measurement and a performance chart  

of distributed sensors, discussing limitations on sensing length, as well as spatial, temperature and 

strain resolution, and they provide a performance chart of different sensing systems as a function of  

different performance parameters. In Section 11 we discuss the applications of distributed sensors for 

monitoring the structural condition, and Sections 12 and 13 present the overall summary and 

conclusions of this paper. 

2. Definition of Distributed Sensors 

This section explains the concept of distributed sensors based on Rayleigh, Brillouin and Raman 

scattering, and how the time domain and frequency domain signal can be used to get location 

information in the fiber to provide distributed information on temperature, strain and vibration. It also 

gives a brief discussion on the limitations of distributed sensors.  

When an electromagnetic wave is launched into an optical fiber, the light will be redistributed by 

various mechanisms in the form of Rayleigh, Brillouin or Raman scattering. If the local temperature, 

strain, vibration and acoustic wave changes are relayed to (mostly via direct contact with some types of 

specialty glue) the optical fibers, the scattered signal in the fiber will be modulated by these physical 

parameters, and by measuring the changes of modulated signal, one can realize fiber sensors. If the 

input light is a pulsed signal with a pulse width of  , then the location of the modulated signal along 

the optical fiber by temperature or stress change can be measured by the time delay of the speed of 

light c, the location accuracy is called spatial resolution: 

   
  

     
 (1)  

where neff is the effective refractive index of the fiber, which is associated with group index. The factor 

of 2 is attributed to the travel time of incoming pumped and scattered light. The pulse width defined 

spatial resolution is commonly used in Rayleigh scattering based OTDR test sets. Rayleigh scattering 

is an elastic scattering process with no frequency shift and the pulse spectral width is in the range of 

MHz, hence the group index and phase index variation within the spectral width can be neglected. 

However for the different frequency shifts associated with Brillouin (GHz) and Raman (THz) 

scattering, the variations of phase and group indexes are not negligible, especially for fibers with high 

chromatic dispersion (CD) and PMD with separated Stokes components in fast and slow axis, 

particularly over long fiber lengths (>10 km).  
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In the field of distributed fiber optic sensors, another definition is commonly used for spatial 

resolution, i.e., 10–90% rise time of a transition of measurand [4].This measurement should be carried 

out at the end of the sensing length where the signal to noise ratio is the worst, so that the claimed 

spatial resolution is effective for the entire sensing length. Ideally the stress or temperature section 

equivalent to the spatial resolution at the end of the sensing length should be demonstrated to show the 

capability of the distributed sensors. The sensing coverage length is determined by the fiber length,  

the so called sensing length L.  

In the specification of commercial systems, read-out resolution is often given; this refers to the 

spatial distance between two neighboring points in the time domain, which is determined by the 

sampling rate of the digitizer. For instance, a 20 G sample/s digitizer gives the time separation of  

50 ps, the equivalent spatial distance in optical fiber is 5 mm. In this case the read-out resolution is  

5 mm. However the definition of 10–90% signal change at a transition point of temperature or strain 

variation includes the convolution of the bandwidths of photo detector, electrical amplifier and 

digitizer, as well as rise-time of the pulse generator associated bandwidth. Obviously the spatial 

resolution gives the capability of a distributed sensor to discretize a gradient and identify localized 

changes in a strain or temperature distribution. 

In general, a distributed sensor can replace many point sensors. As a result it is the most cost 

effective, and weight and space efficient sensor system available, as it only requires one fiber capable 

of sending and receiving the signal from the same fiber and only one monitor is adequate to display the 

local changes in temperature, stress, vibration and acoustic waves. This considerable light weight 

advantage makes distributed sensors based on light scattering in optical fiber the most powerful 

monitoring option even in comparison to point fiber sensors, especially for structural monitoring when 

the distribution change is critical for a civil or aerospace structure.  

In addition to time domain distributed sensors which use optical pulse to determine the spatial 

resolution as 10–90% changing signal in time domain as described above, there are three types of 

OTDR sensors based on Rayleigh [3], Brillouin [5] and Raman [6] scattering. 

Distributed sensor can also be realized in the frequency domain, so called OFDR based on Rayleigh 

scattering [7] and Raman scattering of the power ratio of Stokes and anti-Stokes [8]. The Raman 

technology is based on frequency modulation of an electrical optical modulator’s baseband signal, the 

detection of Stokes and anti-Stokes ratio then gives a temperature relation, due to the small tuning 

range of the modulator; this technology yields a spatial resolution of 1 m [9] over 1 km length using 

direct detection without getting phase information. 

Rayleigh based OFDR uses a tunable laser to scan a frequency range of    and through Fourier 

transformation produces a spatial resolution of: 

   
 

       
 (2)  

By increasing the frequency scanning range, the spatial resolution can be reduced to a millimeter or 

less. The sensing length is limited by the coherence length of the laser source and the state of 

polarization change along the fiber, which is tens of meters. Early development of OFDR was focused 

on locating high attenuation points [7] because OFDR systems can give high spatial resolution (on the 

order of 1 mm). The sensing length is limited by the coherence length of the tunable laser (<100 m) [10]. 
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Recently this was further explored by adding inverse Fourier transformation to recover frequency 

dependent temperature or strain changes in one small fiber segment [11], which makes OFDR as a 

sensor based on Rayleigh scattering. Additionally, OFDRs are generally based on an interferometric 

technique, which means it can be used for relative refractive index measurement in a distributed form. 

OFDR sensors tend to be sensitive to bending loss, so for civil structural monitoring, fibers must be 

protected from sharp bends. Although OFDR often uses single mode fiber, it can also be implemented 

with multi-mode fiber for differential mode delay measurement [10], and for mode coupling 

monitoring in tapered fiber [12]. 

Distributed fiber optic sensors can be used to monitor the variation of civil and aerospace structural 

conditions with spatial resolutions ranging from one millimeter to several meters, and the sensing 

length varies from meters to over 100 km [2]. Such a wide range of sensing coverage and spatial 

resolution would enable varying applications from optical device characterization, to monitoring of 

large civil and aerospace structural conditions.  

3. Spontaneous and Stimulated Scattering in Optical Fibers  

This section will be focused on the mathematical derivation of Rayleigh, Brillouin and Raman 

scattering and the relation of the scattered light to temperature, strain and stress for sensing purposes. 

The concepts of birefringence and nonlinear scattering in the context of distributed sensing will  

also be discussed.  

When a light wave propagates in a medium, it interacts with the constituent atoms and molecules, 

and if its wavelength is far from a medium resonance, the electric field induces a time dependent 

polarization dipole. The induced dipole generates a secondary electromagnetic wave, and this is so 

called light scattering. Because the distances between scattering centers (particles) are smaller than the 

wavelength of light in the optical fibers, the secondary lightwaves are coherent for Rayleigh scattering. 

Hence, the resulting intensity is the addition of the scattered fields.  

When the medium is perfectly homogeneous, the phase relationship of the emitted waves only 

allows the forward scattered beam. The optical fiber is an inhomogeneous medium, scattering arises 

from microscopic or macroscopic variations in density, composition or structure of a material through 

which light is passing. The random ordering of the molecules and the presence of dopants cause 

localized variations in density (and therefore refractive index). These give rise to Rayleigh scattering 

which causes attenuation of the forward-propagating signal (and creation of a backward-propagating 

wave) that is proportional to 
 

  
.  

Rayleigh scattering is a linear scattering process in that the scattered power is simply proportional 

to the incident power. Also, no energy is transferred to the glass in Rayleigh scattering, therefore there 

is no change in frequency of the scattered light comparing with that of the incident light, so called 

elastic scattering. It is attributed to non-propagating density fluctuations [13]. In Figure 1, the two 

lines appearing on both sides of the Rayleigh peak are the Brillouin lines. They are contributed by the 

scattering of sound waves moving in opposite directions. The left peak with a downshifted frequency 

is called the Stokes peak, while the right one with an up-shifted frequency is called the anti-Stokes 

line. Raman lines are contributed by the interaction of the lightwave with molecular vibrations in the 

medium. Both Brillouin and Raman scattering are inelastic scattering because they are associated with 
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some frequency shifts. The last mechanism that can be observed is the Rayleigh wing scattering 

attributed to fluctuations in the orientation of anisotropic molecules. Raman spectra usually contain 

many sharp bands with separations between bands corresponding to the electronic vibrations and each 

bandwidth results from molecular rotation or reorientation excitations. 

Figure 1. Typical spontaneous scattering spectrum from solid state matter. 

 

As long as the input light is scattered without strongly altering the property of the medium, we will 

say that the scattering is spontaneous, which includes Rayleigh, Brillouin and Raman scattering. When 

the light intensity increases to a level such that the optical property of the medium is modified, and the 

scattered light is proportional to the power of the input light, then this regime becomes stimulated. In 

other words, the evolution from spontaneous to stimulated scattering corresponds to a transition of the 

medium behavior from a linear to a non-linear regime. 

3.1. Rayleigh Scattering 

On the microscopic level the molecules making up any ordinary matters are immersed in a violent 

internal electromagnetic (EM) environment in spite of the macroscopic charge neutrality as is true for 

most macroscopic materials. Those violent EM environments are constantly causing the molecule to 

readjust its electron clouds. By changing its own electron cloud configuration this molecule is 

contributing to the changing environment for other neighboring molecules in a perpetual cycle. 

Therefore on a relatively small spatial scale (order of tens of molecular sizes) one would observe 

fluctuations in terms of local charge density, local temperature or even strain values. Without incident 

light such short range fluctuations would not produce measurable macroscopic effects at a far distance, 

as they are mutually incoherent and thus cancelled out. In this case the macroscopic EM fields inside 

any material are zero. However, with external light incident on a material, this EM field E will reorient 

the originally incoherent random fluctuating molecular clouds such that there is a tendency to respond 

collectively the same way on a small spatial scale covering a small fraction of the wavelength of the 

EM field. Such a collective tendency to respond to an EM field would result in macroscopic 

polarization that is proportional to the external electric field E,       . The parameter    is a 

material status dependent quantity characterizing the collective response; the value   possesses a 

randomly fluctuating portion          . This fluctuating dielectric parameter  gives a fluctuating 

polarization-induced light emission in all directions as illustrated in the Figure 2. Some of the scattered 

Rayleigh light is re-captured by the waveguide and sent in the backward direction. This backward 

propagating Rayleigh scattered light has a time delay that can be used for distributed sensing. The 

Rayleigh scattering can be treated as a single scattering process. Hence an OTDR trace can be used to 

locate fiber components in a network, and as vibration sensors based on phase OTDR described in 

Section 5, and temperature and strain sensing based on OFDR as described in Section 6.  



Sensors 2012, 12 8607 

 

Figure 2. Schematic diagram for the spontaneous Rayleigh scattering process. 

 

Assuming simple linearity of the polarization for a non-magnetic material like the fiber, we write 

the electric displacement field vector [14]: 

                    (3)  

(Here    is a constant while     describes the locally fluctuating physical mechanism, i.e., 

spontaneous scattering. For the case of Rayleigh scattering one assumes that    varies spatially. Using 

the Maxwell equation we can get following electric field E: 

   
   

   
                      

       

   
   (4)  

The first two terms in Equation (4) describes the ordinary coherent propagation process, while the 

third and the fourth terms describe the random spontaneous scattering terms caused by the fluctuation 

   that is both time and spatially dependent. To further simplify the physics we can assume    to be 

time independent (i.e., consider the Rayleigh scattering only), and then one can replace the partial time 

derivative (assuming a time variation of the complex form       for the incident E field), 
 

  
    . 

Hence the Maxwell equation can be further simplified: 

                       
    

  

 
     (5)  

For the case of optical fiber, we could neglect the lateral dependence and considering only the 

longitudinal dependence on z. Furthermore by making the transverse wave approximation (i.e., 

neglecting the E field projection in the direction of propagation), we get a more simple looking 

differential equation (i.e., 1D plane wave approximation): 

   

   
     

    
     

 
      (6)  

Equation (6) can be viewed as a scalar differential equation of the following type: 

   

   
      

     

 
     (7)  

Here         is the propagation constant. Thus one could propose a solution composed of 

forward and backward traveling wave [10]: 

     
                (8)  
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The differential equation for a backward scattered wave is then: 

   

   
    

  

  
   

     

 
   

       
     

 
    (9)  

Considering the case of weak Rayleigh scattering by neglecting the second order derivative and the 

last term (i.e.,       ), we can find an approximate solution for the backward scattered Rayleigh 

light due to the random spatial variation of the permittivity:  

              
   
  

 
     

 

 

 

        (10)  

For most of the time the detected signal is        which is seen to be related to the end face 

reflection amplitude,          . Hence the Rayleigh back scattered signal is a type of Fourier 

transform of the random permittivity fluctuation. Fiber attenuation   can be easily incorporated by the 

substitution of       . The applications of Rayleigh scattering to the fiber sensing are relatively 

wide reaching; it can be used to sense local temperature or strain through detecting interference 

relative to a reference length. It can also be used to sense impact vibrations.  

Although we emphasized that Rayleigh scattering is a type of scattering without frequency changes, 

i.e., elastic scattering, there is other scattering arising from larger scattering centers such as dust 

particles giving no frequency change as well. Such processes are called Mie scattering, and their 

scattering strength is related to the size of the scattering particle and its refractive index relative to the 

scattering medium. Although Mie scattering can be used to detect dust particle size and it is widely 

used in biomedical sensing, while here we are more focused on scattering in fiber. The weak Rayleigh 

scattering refers to the comparison of pump signal; hence high order scattering can be neglected.  

3.2. Spontaneous Brillouin Scattering in a Single-Mode Optical Fiber 

For a perfectly symmetric waveguide, the fibre supports two orthogonally polarised modes, but they 

are degenerate. The radial intensity follows essentially a Gaussian distribution characterised by  

the spot size ra defined as the 1/e intensity width. The electric field propagating in the fibre is then 

considered as a plane wave with a Gaussian radial distribution. 

The Brillouin scattering represents light scattering from the collective acoustic oscillations of the 

glass. From the microscopic point of view the intermolecular interaction in glass makes it favourable 

for molecules to stay at some stable distance away from each other. There is an energy penalty when 

the intermolecular distance is either farther apart or closer than this equilibrium position. This 

microscopic existence of balanced intermolecular distances leads to a new collective motion. Imagine 

if a neighbouring molecule was getting closer than the stable separation, it will then be pushed away 

towards the equilibrium point, however when it reaches the stable separation it will not stop, rather it 

will overshoot passing the equilibrium position, once it is farther away it will experience an attraction 

to pull it back toward the stable separation distance, however it will again overshoot when it returns. 

Such a repeating cycle forms a collective motion called acoustic phonons. To describe the above 

process we need to use macroscopic parameters like the density (ρ), entropy (s), pressure (P) and 

temperature of the matter. Recall these parameters are all macroscopic thermodynamic quantities that 

can be directly related to the macroscopic Maxwell equations. Assume material polarizability is 



Sensors 2012, 12 8609 

 

proportional to material density if one analyzes the implications of the macroscopic Maxwell equation. 

Furthermore as the local density ρ is changed one can also expect local pressure changes as well. As 

we are interested in  variations induced by thermodynamic quantities, we first consider and T as 

independent thermodynamic variables and write the dielectric constant as [15]: 

T
T

T




































  (11)  

According to [15], the second term can be neglected with an error of 2% because density 

fluctuations affect the dielectric constant significantly more than temperature fluctuations: 
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  (12)  

The first term corresponds to adiabatic density fluctuations which is pressure waves or  

acoustic waves, i.e., Brillouin scattering. The second term is entropy or temperature fluctuations, i.e., 

Rayleigh scattering.  

The dielectric constant fluctuation density can be expressed as:  
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  (13)  

where the electrostriction constant e, is defined as 
T

e 
















 0 [15],    is the average density of the 

fiber material. The acoustic wave is captured in the following wave equation describing the pressure 

wave with the local pressure variation parameter,    : 

     

   
     

    

  
   

          (14)  

where    is a damping parameter related to the local viscosity of the material while    is the sound 

velocity. In solving the above equation as shown in [15], one can get the solution for Brillouin 

frequency Stokes and anti-Stokes waves as follows: 

   
      
 

  
      

   
      

 
         

  
 
  (15)  

where       
        

  
 is the group refractive index, the upper sign is for anti-Stokes and the lower 

sign is for the Stokes side resonance respectively. For a given frequency of light its corresponding Stokes 

and anti-Stokes Brillouin resonance frequency difference is:       
     

               
  

 
  . 

3.3. Birefringence Effect in Stimulated Brillouin Scattering (SBS) 

When we consider the fiber birefringence and PMD effect [16], the stimulated Brillouin scattering 

process will become more complicated. Consider the simple case of two propagation constants in the 

fiber along the principal axes of     and   . Considering counter propagating beams in the fiber with 

positive z propagating light for the Stokes wave: 
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                                                                  (16)  

For the pump wave propagating in the negative z direction we have: 

                                                                    (17)  

 The beating via electrostriction in the fiber due to above two waves can be written explicitly [17]: 

                 

       
 exp                                 

        
 exp                                 

       
 exp                                 

       
 exp                                  

(18)  

(a) For linear and circular birefringence 

Under such a condition, the 3rd and 4th terms in the last equation will be zero (assuming zero 

dispersion for both principal polarizations), i.e.,                      . Each principal axis component 

beats with its corresponding counter propagating beam to excite two moving acoustic waves with 

frequency            and their corresponding momentum vectors are different due to 

birefringence, but the two principal axes cannot be resonant simultaneously with acoustic phonons due 

to their mismatched phase condition. Hence a quasi-resonance could be reached between values of 

         and        c. There exists a pattern of slowly varying amplitude modulation via spatial 

beat length [17]: 

    
  

                     
 (19)  

(b) For elliptical birefringence in fibers 

This is the most general case. This has a consequence in elliptical birefringence, i.e.,             

         , and furthermore we have                     . There are four acoustic moving waves to  

be excited. 

Taking the steady state approximation for the zero birefringence case, the complex acoustic field 

amplitude can be written as [15]: 

   
   

 

  
         

                  

To include birefringence of the fiber in above equation, we assume the principal axes remain 

unchanged along the fiber, and use Equation (19), Brillouin resonance frequency associated with the 

principal birefringence axes of pump and probe waves in the fibers [17]: 

     
  
 
               (20a)  

     
  
 
              (20b)  

     
  
 
              (20c)  
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              (20d)  

It is important to comment that Equations (20c) and (20d) describe the cross polarization Brillouin 

resonance that can only exist in the event that the principal polarization states are elliptical in nature. In 

this case due to the counter-propagating nature between pump and probe light beams, a beating pattern 

could form between cross polarizations and thus resonate with an acoustic wave. Due to the local 

refractive index change associated with density fluctuation the SOP (state of polarization) of the pump 

and probe waves vary at different locations, so that the shape of the Brillouin spectrum changes due to 

the relative polarization orientation of the pump and probe wave and their overlap with ―locally excited 

acoustic wave‖. Hence the compound Brillouin frequency peak position is moved depending on 

detailed local SOP composition as described in Equation (20). Such a process will result in an 

asymmetric Brillouin gain spectrum at lower Brillouin gain. When the pump and probe waves take the 

x (Equation (20a)) or y (Equation (20b)) polarization, the Brillouin gain would be maximum and the 

respective gain spectrum tends to be symmetric. The asymmetric Brillouin gain spectrum can be 

observed in large effective area fiber (LEAF), SMF28e and SMF28e + fiber (fiber information can be 

found from data sheet of Corning). If we define asymmetric factor as    
    

    
,      is the right 

spectral width from peak gain at half gain location.      is the left spectral width from peak gain at 

half gain location. We can measure this asymmetric factor in experiment, which is conducted with a  

50 ns pulse using 60 m of three different fibers with 40 different input SOPs. AF varies with position, 

and at the same position, it changes with different SOPs [17] as shown in Figure 3. 

Figure 3. Asymmetric Brillouin spectrum property of SMF28e, SMF28e+ and LEAF vs. position. 

 

Conventional wisdom is to introduce a polarization scrambler (PS) to average many measurements 

based on different input SOPs in order to remove fluctuations in the polarization dependent gain and 

the Brillouin frequency, which will minimize the impact of different states of polarization on 

temperature and strain resolution of BOTDA.  

Although introduction of PS can remove AF changes in the same position provided the pulse width 

is extremely small, it does not remove changes with position z. This change is introduced by the local 

acoustic speed fluctuation within the spatial distance covered by the pulse width in the optical fiber. 

Table 1 gives the statistics of measured Brillouin frequency fitted by Lorentzian function with SOP1 

and SOP2 for maximum and minimum Brillouin gain, and with PS based on Figure 3 [18]. This means 

in distributed fiber Brillouin sensors using practical PS with non-ideal polarization scrambling, even if 
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the measurement uncertainty of Brillouin frequency is reduced to a very low level (±0.016 MHz 

through averaging 40 repeated measurements), the accuracy of the detected Brillouin frequency shift is 

limited by the fluctuation caused by fiber inhomogeneity. 

Table 1. Statistics of PDF of Brillouin frequency with different input SOPs. 

Input SOP 

(Probe) 

Mean Value 

(MHz) 

Standard 

Deviation  

(MHz) 

Skewness 

(Normalized 

3rd Order) 

Kurtosis 

(Normalized 4th 

Order) (MHz) 

Mode Value 

(MHz) 

4 Bound 

(MHz) 

SOP1 10,861.01 0.045 −0.18 2.88 10,861.03 0.18 

SOP2 10,861.00 0.043 0.27 2.70 10,860.98 0.17 

Scrambled 10,861.0 0.040 0.043 3.21 10,861.0 0.16 

In BOTDA configuration, the SBS process will induce a nonlinear refractive index by pump and 

probe waves. Because this modulated refractive index is not purely from fiber birefringence as 

described by Equation (20), PS will not be able to completely remove its polarization dependence, i.e., 

in BOTDA configuration the nonlinear interaction of the light fields with fiber would essentially make 

the PS not 100% effective, therefore the usage of practical PS can reduce but not eliminate the 

fluctuation caused by fiber inhomogeneity. As a comparison, under Brillouin optical time domain 

reflectometry (BOTDR) configuration, the refractive index change from SBS can be neglected, i.e., PS 

is more effective to reduce the fluctuation caused by fiber inhomogeneity, while in this case the weak 

spontaneous Brillouin scattering leads to low signal to noise ratio (SNR) of the system.  

For BOTDA sensor systems the ultimate temperature or strain resolution is limited by the 

maximum contribution of SNR of sensor system and inhomogeneity of the fiber, which has induced a 

range of the Brillouin frequency as described in Equation (20).Thus, simple index profile fiber is the 

preferable choice for distributed sensors. 

3.4. Spontaneous Raman Scattering 

When light is scattered from an atom or molecule, most photons are elastically scattered (local 

inhomogeneity would result in finite scattered light in directions other than original incident direction, 

i.e., Rayleigh scattering), such that the scattered photons have the same energy (frequency) and 

wavelength as the incident photons. However, a small fraction of the scattered light (approximately 1 

in 10 million photons) is scattered by an excitation, with the scattered photons having a frequency 

different from, the incident photons. The interaction of light with matter in a linear regime allows the 

absorption and emission of a photon precisely matching the difference in energy levels of the 

interacting electron or electrons. 

In the Quantum Mechanics (QM) domain, a harmonic oscillator oscillates at an angular frequency 

   with quantized energy levels: 

      
 

 
               (21)  

According to the statistical mechanics if such a quantum oscillator is in contact with a thermal 

reservoir of temperature T then this oscillator has probability    being in the energy level    given by: 
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exp  
   

 

 
    

   
 

 exp  
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Here    is the Boltzmann constant, and        with   to be the Planck constant. Furthermore 

according to the QM the dipole transition strength from energy level         is found proportional 

to quantum number n in the following:             . Now we can evaluate the Stokes line 

strength from an ensemble of N identical oscillators connected to a thermal bath at temperature T [19]: 
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Conversely, the dipole transition strength from energy level         is found in the following 

proportion           . For the anti-Stokes line strength of an ensemble of N identical oscillators: 
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We could write down the strength of the Raman Stokes line    from an ensemble of identical QM 

oscillator    that is dominated by the induced electric dipole radiation: 
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Here   is a length scale and    an intensity scale proportional to the incident light strength. At the 

same time the associated anti-Stokes Raman line     has the strength:  
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 (26)  

We thus can derive the well-known expression that served as the basis for the distributed 

spontaneous Raman temperature sensor:  

   
  

  
  
   

 
 

 exp   
   

   
  (27)  

The above formula is derived with the assumption that each molecule is independent in the system 

and their mutual interactions are only represented by a statistical temperature parameter T. The first 

distributed Raman scattering sensor is based on above relation [4,6]. This technology has been widely 

used for temperature monitoring in oil well and energy pipelines [20]. The highest spatial resolution 

for Raman OTDR is 0.24 m with a sensing length of 135 m and temperature resolution of 2.5 °C [21]. 

The limited sensing length is due to the weak anti-Stokes Raman signal, 20–30 dB weaker than that of 

the Rayleigh scattering light, unless Raman gain is implemented to enhance the sensing length. 
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4. Application and Limitations of Stokes and Anti-Stokes Ratio Based Raman OTDR 

In the early demonstration of Stokes and anti-Stokes ratio to measure the temperature with Raman 

scattering, the difference of the fiber attenuation at the Stokes line    and anti-Stokes line     were not 

counted. In reality, because of the large wavelength difference of Stokes and anti-Stokes lines, it can 

be 200 nm or larger at 1,550 nm, depending on the type of the fiber; typically, single mode fiber has 

attenuation of 0.2 dB/km at 1,550 nm, and 0.4 dB/km at 1,310 nm. The temperature difference of the 

Stokes and anti-Stokes ratio is comparable to the fiber loss difference at two wavelengths, which is 

0.8%/°C at room temperature in SMF-28 fiber [4,6]. Hence, a few methods have been proposed to 

automatically correct this error.  

In the spontaneous Raman scattering distributed fiber temperature sensor one necessarily uses a 

high intensity optical pulse to induce the reflected Stokes and anti-Stokes signal to be detected. The 

reflected Stokes and anti-Stokes light pass through the same fiber length with different attenuation. If 

one were simply using their reflected ratio to decode the temperature without this attenuation 

difference, it would introduce error. This can be corrected by using the dual end method [22], due to 

the variance of attenuation between the Stokes and anti-Stokes lines for the entire fiber length. The 

disadvantage of the dual end method is that it requires access to both fiber ends at the same time, 

which would essentially reduce the usable fiber sensing length to half. 

Another method is the double light source method [23,24], which uses two different wavelengths to 

measure the loss ratio of Stokes and anti-Stokes signal. Compared with the dual end method this 

double light source method is in principle more robust as it achieves the exact cancellation for the 

attenuation factors with two specific wavelengths, but it requires wavelength stability of the two light 

sources, hence an extra expense for practical application. However it does offer higher precision for 

better temperature resolution. 

Both the dual end and double light source methods need to measure both Stokes and anti-Stokes 

lines, an alternative solution is to use a single light source to measure either Stokes or anti-Stokes lines 

instead of two lines [25,26]. 

The range of the Raman OTDR sensors is typically limited to about 10 km. This sensing length 

limitation is due in large part to fiber loss and fiber intermodal dispersion (if multi-mode fiber is used 

as the sensing fiber). Another factor affecting the OTDR range is the repetition rate of the pump laser, 

but this can be modified with modulation, either internal or external to the pump laser. The spatial 

resolution of the OTDR is determined by the convolution of the laser’s pulse width with the response 

function of the detection system.  

For this reason, high powered lasers and long acquisition times are needed; therefore, early work 

employed multi-mode fibers to increase the collection of backscattered photons, and, pump lasers  

with wavelengths near 800 nm–900 nm were chosen so that high performance silicon avalanche 

photodiodes (APDs) could be used for detection as first demonstrated [27], and 50 to 125 μm GRIN 

(gradient index) fiber must be used to avoid excessive signal averaging time. 

However, fiber intermodal dispersion in MM fiber has limited spatial resolution as well as sensing 

length, as MMF has higher attenuation, when telecom-grade low-loss single-mode fiber is 

implemented, a measurement distance range of 40 km in single-mode dispersion shifted fiber, and 

using optical amplification in combination with coded pulses has been demonstrated [28]. Although 
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sensing length has been extended significantly, the temperature resolution has been reduced to 5 K, 

and the spatial resolution increased substantially to 17 m. Such a performance is far from what can be 

achieved with Brillouin scattering based distributed sensors, in which a sensing length of 150 km and 

spatial resolution of 2 m with 2 °C temperature resolution has been demonstrated over a measurement 

time of a few minutes [2]. Currently available commercial systems of Raman OTDR provide 

resolutions of 5 m for distances up to 30 km. Measurement times are on the order of minutes [29]. 

The best spatial resolution is achieved with a multi-photon counting technique to give resolutions of 

a few to tens of centimeters [21,30] over a few meters of sensing length. Most recently, a single 

photon-counting technique has been introduced in a Raman OTDR system to improve its low spatial 

resolution. Because of the high detection sensitivity required for photon counting; spatial resolution on 

the order of 1 cm at 1,550 nm wavelength in a single-mode fiber was realized using superconducting 

nanowire single-photon detectors [31]. In this recent demonstration a rapid measurements based on a 

60 s integration period and temperature uncertainty on the order of 3 °C with only a 3 m fiber length 

has been demonstrated. This is a significant improvement in terms of spatial resolution. However,  

it is still rather far from practical application, especially considering the advancement of Brillouin 

scattering based technology, which can obtain 2 cm spatial resolution with a sensing length of 2 km 

and temperature resolution of 2 °C [32]. 

The applications of distributed temperature sensors includes the power supply industry, in which 

fiber sensors are inserted into high power transformers to detect hot spots and determine their 

temperature. As the highest temperature determines the lifetime of the insulation materials, so does the 

equipment itself. By continuously monitoring the hot spots, failure of the transformers can be 

prevented. They can also be used in thermal power stations to monitor high pressure steam pipes for 

leaks [33], and for pipeline temperature monitoring to search for leaks in fluids, because cooling will 

be generated from the expansion of gas leaving the pipes. Another use is for the monitoring of heating 

materials to reduce viscosity.  

Storage vessels in industry require leak monitoring, this is particularly true for liquefied natural gas, 

and hence an optical fiber can be used to monitor the temperature change. More applications can be 

found in the processing industry to monitor long term thermal curing or drying processes as well as fire 

alarms in tunnels and buildings.  

5. Rayleigh Scattering Based OTDR 

OTDR was first introduced to monitor fiber attenuation [3] for fault detection in telecommunication 

cables, later such systems have been used for a number of other applications. These all involve 

enhancing the effects of the measurand on the loss of the fiber, thereby allowing that measurand to be 

profiled along the fiber length. One source of loss is micro-bending and a distributed sensor system to 

measure lateral pressure on a fiber has been developed [34] that places a fiber inside a spiral sheath 

that induces micro-bending in the fiber when a lateral force is applied. The original idea was developed 

for mechanical sensing based on micro-bending induced loss from small and sharp bends on fiber [35] 

which increase local attenuation using single mode fiber. The extra loss is detected through standard 

OTDR techniques, where the system is probed with narrow pulses following an optical radar concept. 

Rayleigh back scatter from the fiber material can be detected, and changes can be seen in different 
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medium properties such as discontinuities in the fiber or coupler. Ultimately spatial information is 

acquired by mapping position to the time of flight of a pulse of light traveling to and from the sensing 

location. There are three types of Rayleigh OTDR systems.  

5.1. Conventional OTDR 

Broadband source based OTDR is commonly used in conventional OTDR instrumentation as 

described above. A Rayleigh scattering based temperature sensor is possible, at least in principle, 

through the dependence of the Rayleigh scattering intensity on temperature. For normal glass fibers the 

dependence is too weak to result in an effective sensor; however a successful approach is to use liquid 

core fibers to measure temperature with an accuracy of ±1 °C with a spatial resolution of a few  

meters [33]. Due to a weak Rayleigh signal, high powered lasers and long acquisition times are 

needed, and the fiber was a silica glass tube filled with a higher-refractive index low absorption liquid, 

which plays the role of the light-guiding core of the waveguide. The scattering loss coefficient of the 

liquid depends on the density fluctuations caused by thermodynamic molecular motion; hence it has 

strong temperature dependence. The practical application of this sensor is limited by the need for 

special liquid core fibers.  

The use of temperature variation of the attenuation coefficient of doped glass fibers has been 

studied. These sensors rely on the absorption bands of the dopants which shift with temperature. By 

monitoring the loss near the edge of an absorption band, changes with temperature can be seen as 

changes in attenuation. Results obtained with Nd doped fiber showed 2 °C accuracy and 15 m 

resolution over a 200 m sensing length [36]. Using Ho-doped fiber these figures were improved to  

1 °C and 3.5 m [37]. Many of the absorption bands result from transitions between electronic levels 

that are temperature dependent, which means that their attenuation coefficients are temperature 

dependent, making them potentially useful for distributed temperature sensing. Taking advantage of 

this behavior also comes with a disadvantage, as the temperature dependent coefficient often has much 

higher loss than conventional SMF; the sensing length becomes significantly limited. If one can find a 

candidate with low loss and high temperature coefficient, and then it would be an attractive approach 

for practical applications. At present, OTDR is most generally applied by the communication industry 

to find high loss fiber links. 

5.2. Polarization OTDR 

POTDR uses a broadband frequency laser of ~0.1 nm to create a polarized pulse of light. The fiber 

loss is modulated by the local polarization state change and is detected by backward Rayleigh 

scattering. If any disturbance occurs in one location, the SOP will be modulated. Based on this 

approach, polarization OTDR was proposed and demonstrated [38,39], and it monitors the spatial 

distribution of the fiber’s polarization properties which can be modulated by pressure, strain, 

temperature, as well as electrical and magnetic fields. Because polarization changes are induced by 

various parameters, it is difficult to differentiate the contributions of individual parameters. 

For static processes POTDR can be used to measure bend-induced birefringence in single-mode 

fibers [40], and twist induced birefringence in short lengths of fibers [41]. It can also be used to extract 

the intrinsic local birefringence in a single-mode fiber [42,43]. The beat length is inversely related to 
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the birefringence, defined as the phase delay difference between the two principal states. Using 

POTDR one can measure distributed beat length [43, 44] by trace analysis through computation of the 

spatial distribution of birefringence. This has opened a door through birefringence measurement to 

obtain PMD from beat length, because the PMD of a fiber is related to the mean beat length and 

coupling length. 

Before PMD is measured by the polarization analyzer [42], a four-channel receiver is needed to 

record simultaneously the four signals provided by the analyzer, so that PMD can be measured rapidly. 

The POTDR requires three input polarization states and a computational technique to recover PMD. 

PMD is a major limiting factor for high speed fiber communication system because of its induced 

pulse broadening, and it is very difficult to be compensated since PMD changes with time [45]. 

Normally high PMD occurs in one or two sections of the fiber either due to the fiber manufacturing 

process or local environmental changes, such as high temperature gradient, strong wind, or sun 

radiation induced temperature gradients on the cabled fiber [46]. It is important to identify and locate 

the high PMD section through spatial distribution of the fiber’s polarization properties. Using POTDR, 

such a task has been realized by a few groups [44,47,48], the techniques are based on a measurement 

of the degree of polarization of the backscattered light as a function of distance in the fiber. Both the 

average and statistics of the degree of polarization are used to estimate the beat length and the coupling 

length, with a review paper [49] providing details of spatially resolved PMD and PDL measurement 

using POTDR. 

The drawback of POTDR for purposes of static process sensing is the variety of parameters that  

can impact the polarization state change, such as temperature and strain. As a result, the fiber SOP 

appears to drift by itself with time, however such changes typically only occur over periods of few 

minutes [45], hence dynamic measurements can be made with POTDR for vibration sensing such as a 

distributed vibration sensor with 2 km sensing length, 10 m spatial resolution in which 5 kHz vibration 

frequency and double events were detected [50]. Because the SOP change in one position will affect 

the following position, this induces a significant location uncertainty, even for the dynamic 

measurement of vibration. Generally, POTDRs are mostly used in the communication field for locating 

fiber sections with high PMD values in the manufacturing plants and fiber networks. 

5.3. Coherent OTDR and Phase OTDR 

Coherent OTDR means low coherent OTDR using coherent detection [51]. Coherent detection is 

realized by optical mixing of the backscattered light and reference light. With the balanced detection 

technique, the DC noise is reduced significantly, which gives a shot‐noise limited sensitivity of  

−140 dB at a 3 Hz bandwidth for millimeter spatial resolution when the sensing length is reduced to 

about meters, in which photon counting technique is introduced [52].  

Phase OTDR means coherent light source with direct detection [53]. In this case, a kHz linewidth 

laser is used with short pulses for coherent detection or large pulses for direct detection, where the 

spatial resolution of a few hundred meters can be achieved with 12 km of fiber for intrusion sensing. 

Because of coherent Rayleigh scattering accurate location information can be identified, unlike 

polarization OTDR which can only be used as an alarm system for locating a starting point without its 

ending point, due to the continuous SOP change in the optical fiber from the disturbance. 
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With coherent detection of phase OTDR [54], 2 km sensing length has been demonstrated with  

10 m spatial resolution and 1 kHz vibration frequency [55,56] using SMF28 fiber. The key to the 

location of a high frequency event is to use an optical wavelet technique to remove the birefringence 

noise. By changing to polarization maintaining fiber (PMF), the spatial resolution has been improved 

to 1 m, and the frequency range has been increased to over 2 kHz, furthermore, the disturbance point 

can be as far as 18 cm from the detection point with a metal plate acting as a transducer to cover the 

area [56]. Further improvement is obtained by a wavelet de-noising technique in coherent detection of 

phase OTDR in SMF-28, the spatial resolution has been reduced to 50cm and the vibration frequency 

has been increased to 8 kHz over a 1 km sensing length [56], and the event can be located as far as  

20 cm from the sensing fiber. 

In general, the spatial resolution in OTDR based sensor systems is determined by the pulse width in 

the optical domain, while in the electronic and digital domains, it is determined by the bandwidth of 

the detector, electrical amplifier and digitizer. With high precision spatial resolution, on the order of a 

millimeter, the required bandwidth is in the range of tens of GHz, which makes the distributed sensor 

system very expensive and complicated. One alternative solution is the OFDR [10], which will be 

explained in the following section. 

6. Rayleigh Scattering Based OFDR 

The drive for short spatial resolutions of millimeter scale and cost effective distributed fiber sensors 

has pushed the interest in OFDR systems. Because a mm equivalent spatial resolution in OTDR 

systems would require a data acquisition card with a bandwidth of 10 GHz and a sampling rate of tens 

of GSamples/s, such a digitizer or data acquisition card plus the pulse generator and detection system 

will make a distributed sensor set very expensive. While the spatial resolution of the OFDR sensor 

system tunes a frequency range and converts the frequency response of the fiber into the time/spatial 

domain by Fourier transform, the spatial resolution does not depend on bandwidth of the detector or 

digitizer, rather the frequency tuning range of a tunable laser. It offers an alternative solution for a high 

spatial resolution sensor system. Due to the large scanned frequency range at high power density 

OFDR has the potential to achieve high spatial resolution. The typical OFDR layout is shown in Figure 4.  

Figure 4. Experimental setup of OFDR. 

 

Although Rayleigh scattering itself is independent of temperature and strain as explained in  

Section 3.1, through optical coherent detection as illustrated by Figure 4, a change of sensing length 

(fiber under test) relative to the fixed reference length of local oscillator in the interferometer provides 
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temperature and strain change induced phase differences via index variation, which can be measured at 

each fiber location [57]. As temperature, vibration and pressure changes will induce index variation, 

which can be measured by phase detection from interferometer. Hence, OFDR can be used for 

temperature [58,59], and strain [10] sensing by measuring the path length difference of the Rayleigh 

scattered light and a reference arm for their physical length change and index change.  

As the Rayleigh scattering in an optical fiber is caused by fluctuation of the dielectric constant and 

is associated with the thermodynamic change of density and temperature, when a polarized light is 

launched into a fiber, the state of polarization (SOP) of the Rayleigh scattering changes continuously 

along the fiber, requiring a detection system with a polarization diversity (PD) scheme to remove the 

SOP dependence. The vector sum of p and s components can be calculated for the fiber without strain 

or temperature and then re-calculated with the strain or temperature applied. The two profiles are then 

separated into many segments of Δs for performing Fourier transforms to the frequency domain. A 

cross-correlation is performed for each segment to determine the spectral shift between the reference 

and perturbed profiles. The spectral difference between the shifted peak and un-shifted peak is directly 

proportional to the temperature or strain changes in each segment. 

Nonlinearity of the tunable laser is corrected by an unbalanced auxiliary Mach-Zehnder interferometer 

(AMZI), which used as a trigger signal, can sample the Rayleigh scattering signal. The maximum 

measurement length Lmax is approximately determined by the Nyquist sampling criteria to be: 

     
   

    
(28)  

where τg is the differential delay in the auxiliary interferometer used to calibrate the tunable laser 

induced nonlinear wavelength sweep. The factor of four in the denominator is due to the sampling 

theorem and the double-pass nature of the measurement interferometer. The coherence length of the 

light source also limits the maximum measurement range. Using a phase-reconstruction scheme the 

maximum length can be improved to 1 km. The recovered temperature and strain information through 

auto- and cross-correlation in PMF can be obtained simultaneously, because two axes have different 

temperature and strain coefficients [60]. This means that using PMF one can get simultaneous 

temperature and strain sensing, so long as the position dependent birefringence change due to 

temperature and strain can be neglected, and calibration is crucial for different kinds of PMFs.  

The spatial resolution of the measurement, Δz, is directly related to the resolution in the time 

domain and is determined by the optical frequency sweep range  F as follows: 

   
 

     
 (29)  

The preceding equation represents the theoretical resolution associated with the total optical 

frequency span corresponding to the measurement, in practice, this resolution can be affected by 

environmental noise, insufficient linear laser tuning and an excess of unbalanced dispersion in the 

measurement arm. Simultaneous temperature and strain measurement can also be realized with plastic 

optical fiber for a 2 cm spatial resolution with a potential 70 m range and strain and temperature 

resolution better than 35 με and 3.5 °C [60]. 

The OFDR technique is well suited for the purpose of optical network components characterization 

with millimeter spatial resolution, as well as in civil structural monitoring of micro-crack formation. 
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One of the early applications is local birefringence measurements [61]. The measurement was taken by 

counting the coupling length between two axes in the reflection spectrum versus position. For the case 

of a coupling length h (       for SMF-28 fiber) which is much smaller than the fiber length l, and 

using the approximation that the group birefringence (B) is equal to the phase birefringence ( = B), 

PMD can be calculated as [61]: 

    
 

   
    (30)  

where c is speed of light in optical fiber, and    is the beat length. 

In addition to temperature, strain and beat length sensing, OFDR can also be used to detect high 

order mode coupling in tapered fibers by measuring the index difference between different modes. The 

relation between the wavelength shift and the refractive index difference at position z of different 

modes is obtained by [12]:  

     
  
  
     (31)  

where ij,i,and ni are the wavelength difference between two modes which are measured by OFDR 

auto-correlation function at one location, wavelength, and refractive index for the i
th

 mode, 

respectively, inside the fiber, and nij = ni-nj. Therefore, the refractive index difference between the 

fundamental mode and the high order modes of a segment of high order mode fibers can be obtained 

by measuring the wavelength shift using OFDR scheme. 

OFDR technology is excellent for short sensing lengths (<100 m [58–60]), but longer reach is 

possible at the cost of spatial resolution, and temperature/strain resolution, as summarized below: 

(1)  Spatial resolution is limited by tuning range and chromatic dispersion. Large tuning range  F 

corresponds to higher spatial resolution as seen in Equation (29), however with larger wavelength 

range varying group velocities result in larger spatial resolution due to chromatic dispersion of the 

fiber, because different frequency components travel at different speeds, while in ordinary FFT 

processing all the frequency components are treated as having the same speed.  

(2)  Trigger interferometer induced limitation: When the sensing length is increased, the delay length of 

the trigger interferometer increases too, which is four times the sensing length. As local 

environmental conditions such as temperature and vibration change, there is an impact on the 

measured wavelength interval, which is treated as a ―clock‖ to count the interval of the returned 

signal. When temperature or vibration changes, the ―clock‖ becomes uneven, and since the data 

processing cannot correct this mistake, the spatial location will be smeared at the far end of the 

fiber due to accumulation of environmental effects on the delay length of the trigger interferometer. 

(3)  Maximum sensing length is limited by phase noise of the laser. For a given reflection the phase 

noise increases with its distance to the local oscillator and is proportional to the reflected light 

intensity [62], so that not only does the signal intensity decays but the noise floor also increases 

with distance from the reflection site to the local oscillator. For long sensing lengths, the phase noise 

could be higher than the Rayleigh scattered signal, thereby setting the maximum detectable length. 

(4)  Fading noise sets the detectable spatial resolution: The oscillating behavior of the backscattering 

signal, called fading noise, arises because of the interference of sinusoidal waveforms with random 

amplitudes, which are contributed by neighboring parts of certain sections of the test fiber. Because 
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of this random character, the resulting total intensity fluctuates and provides the noisy feature of 

the reflectogram. This feature strongly restricts the possibility of detecting small reflections in the 

fiber because they are induced by the Rayleigh backscattering fluctuations [63]. Fading noise can 

be reduced significantly by signal processing after FFT via moving average. 

The fiber length in OFDR can be improved if a single-side-band modulator and a narrow linewidth 

laser is used to replace a tuneable laser, a cm level resolution over 5 km measurement range with high 

sensitivity and a noise level 23 dB lower than the Rayleigh backscatter level was demonstrated to 

locate high loss points [64]. 

The strain or temperature measurement in Rayleigh scattering based OFDR gives relative 

measurements as it is based on path length differences of the interferometer at the same position under 

different strain or temperature conditions. If the change of temperature or strain between two 

measurements is larger than the correlation peak width, OFDR will give a zero correlation. For larger 

temperature or strain changes, a Brillouin scattering based sensor system is a better approach, as this 

type of the system uses the frequency shift of the Brillouin peak, which is an absolute measurement 

based on the density variation induced sound velocity change as explained in Section 3. In addition, 

Brillouin scattering based OTDR systems have much longer reached, over 100 km sensing length, 

which is essential for pipelines and larger civil structures. 

Although the Rayleigh scattering signal is 15–20 dB stronger than that of Brillouin scattering, in 

Brillouin scattering based distributed sensors, often the Brillouin spectrum is measured with many 

averages for each frequency components over 80–100 frequency points. As peak fitting of the 

Brillouin spectrum gives the temperature and strain reading, the signal to noise ratio has been 

improved significantly through this process. Furthermore, frequency is an absolute measurement, 

while in phase OTDR the power is measured at one frequency to recover the external change, which is 

a relative measurement. Averaging the waveform helps to remove the polarization dependence and laser 

phase noise changes in each trace, which sets the limitation for spatial resolution of OTDR sensor. In 

OFDR no averaging can be taken, and spectrum recovery is realized over a wide wavelength range. As 

a result of the polarization and wavelength dependence, optical coherent detection of external changes, 

and laser phase drift, the sensing length and strain resolution is limited in such systems. 

7. Brillouin Scattering Based Distributed Sensors 

While there are a variety of distributed fiber optic sensors, research on distributed strain sensing has 

focused almost exclusively on Brillouin scattering based systems. For over two decades, distributed 

optical fiber sensors based on Brillouin scattering have gained much interest because of their potential 

for monitoring temperature and strain in large infrastructures, replacing thousands of point sensors due 

to their precision, long sensing length, and high spatial strain and temperature resolution. These kinds 

of sensors can find applications in civil structures, environmental monitoring, the aerospace industry, 

power generator monitoring and geotechnical engineering. 

The principle of the distributed Brillouin scattering sensor for temperature measurement is different 

from that of the Raman scattering sensor, as temperature change modifies the mean density that is 

associated with the velocity of sound, it can influence mechanical waves. Although the effective 

refractive index also affects the change in Brillouin frequency variation via temperature and strain, the 
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dominating effect of temperature and strain is on density (hence sound velocity), which has been 

derived in Section 3. While in Raman scattering, the temperature change induces the transition 

between rotation and vibration levels of molecules. Hence quantum mechanics was introduced in 

Section 3 to treat the energy transition. The spectrum in Raman scattering is on the THz scale, while 

the spectrum in Brillouin scattering is on the MHz scale. Hence the measurement in Brillouin based 

distributed sensors is usually focused on the frequency measurement, i.e., to measure the temperature 

or strain change induced Brillouin peak frequency shift, while in Raman scattering based sensors, the 

measurement is related to the power measurement over a wide frequency range (THz). 

7.1. Development of BOTDR and BOTDA 

The first work leading directly to strain sensing based on Brillouin scattering was carried out in 

1989 [65], in which the Brillouin shift of optical fiber was found to be linearly related to applied strain. 

The Brillouin shift was also found to be linearly related to temperature [66]. The first demonstration of 

Brillouin scattering spectrum in a distributed fashion was based on stimulated Brillouin scattering, so 

called Brillouin optical time domain analysis (BOTDA), which used two counter-propagating lasers 

and took advantage of Brillouin amplification. Distributed temperature measurement [67] with 3 °C 

temperature accuracy and a spatial resolution of 100 m over a sensing length of 1.2 km was 

demonstrated. Later, a BOTDR was proposed with the advantage of monitoring the system from one 

end of the sensing fiber [68]. Performance was improved by coherent detection with the total sensing 

length being increased to 11 km with similar spatial resolution and temperature accuracy.  

For the BOTDA system, because it used pump and probe wave counter-propagating in a fiber, when 

the frequency difference between a pulsed pump 0 and continuous wave (CW) probe 0-ΩB is 

matched with local Brillouin frequency ΩB as described in Equation (15), the probe wave signal will 

be amplified at this location. By scanning the probe wave frequency, one can obtain the calibration 

coefficients and peak frequency by fitting the Brillouin spectrum with a Lorentzian curve, whenever 

the temperature or strain is changed, the peak frequency will be shifted. The temperature and strain 

coefficient of a specific fiber can be measured by calibration coefficients as: 

              (32)  

where CT (1.26 MHz/°C) and C (0.056 MHz/μ-strain) are temperature and strain coefficients for  

SMF-28, and they change slightly with different kinds of single mode fiber.  

With the optimization of the pump depletion and probe wave saturation for more uniform Brillouin 

gain, a significant improvement in sensing length and spatial resolution have been reported -with 

accuracy of 1 °C for temperature measurements [69], having a spatial resolution of 10 m and a total 

sensing length of 22 km. 

This performance was improved upon quickly by the introduction of the Brillouin loss BOTDA 

configuration, which also attained a temperature measurement accuracy of 1 °C with a spatial 

resolution of 5 m and a total length of 32 km [70]. Eventually, the total sensing length of this 

configuration was pushed to over 50 km [71]. In addition to working on extremely long distance 

temperature sensing, a strain measurement accuracy of 20 μm per meter fiber was also demonstrated 

with a spatial resolution of 5 m and a total sensing length of 22 km using the same Brillouin loss setup 

via the Brillouin loss mechanism, in which the pulsed signal is a Stokes wave, while the pump signal is 
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a CW wave. With such a configuration, the CW wave as pump can provide significant gain for the 

pulsed Stokes wave, which acquires energy from the CW pump, and yet depletion of the pump can be 

neglected. The key to achieving long length fiber sensing is to limit the pump power, so that low gain 

can be maintained over the entire sensing length, preventing gain saturation of the Stokes wave, and 

reducing pump wave depletion. In addition to the power requirement, polarization state matching is 

also critical, as the choice of SOP for pump and probe waves should maintain modest gain over the 

entire sensing length, rather than high gain at the front of the fiber section. This is very different from 

the condition of short sensing length, in which SOP matching is required to have as much gain as 

possible. On the fiber side, high stimulated Brillouin threshold fiber is preferred for long sensing 

lengths to ensure low Brillouin gain over the entire fiber. 

The simultaneous measurement of both strain and temperature using a single fiber [72] was also 

demonstrated by isolating half the length of the fiber from strain, so that it was only sensitive to 

temperature, while the remaining half was sensitive to both parameters. By laying the two sections of 

fiber in parallel, it was possible to separate the effects of both parameters by comparing the Brillouin 

shift occurring in each section of fiber. Accuracies of 20 μm per meter of fiber and 2 °C were obtained, 

with a spatial resolution of 5 m over a total fiber length of 22 km. 

An alternative layout of BOTDA was to use an Electric Optical Modulator (EOM) to create a 

sideband of the Brillouin frequency. Compared to two laser systems, this setup added a micro-wave 

generator and broadband amplifier as EOM driver and EDFA. Hence the cost of this setup is 

comparable to the two laser system. The advantage of this technique is that it used only one laser, and 

took advantage of fiber amplifiers for both pump- and probe-waves [73]. This system has the 

performance of 45 m spatial resolution on 1.4 km sensing length. It was eventually developed to the 

point that one meter spatial resolution was attained [74]. At the time it was felt that 1 m spatial 

resolution was the limit of spatial resolution for Brillouin scattering based sensors due to the observed 

broadening of the spectral line width [74,75]. 

Landau-Placzek ratio was explored to be sensitive to temperature [76] and it could be combined 

with Brillouin frequency dependent temperature and strain to measure simultaneous temperature and  

strain. Due to the weak spontaneous Brillouin signal, Landau-Placzek ratio method could only get 

temperature accuracy of 10 °C with a spatial resolution of 600 m. Further development has improved 

the spatial resolution to 10 m, which could be used for some applications [77]. This technique has been 

refined with Raman fiber amplifiers and coherent detection, which allows 150 km sensing length [78] 

at the temperature resolution of 5.2 °C with a 50 m spatial resolution. 

At the same time simultaneous temperature and strain measurements were also made by determining 

the temperature dependence of the spontaneous Brillouin signal in BOTDR [79] using a single fiber, 

achieving 100    and 4 °C accuracy with a spatial resolution of 40 m and a total sensing length of  

1.2 km. The measurement time was on the order of one hour, making it very impractical, but it did 

demonstrate that simultaneous measurement of temperature and strain was possible by observing only 

the Brillouin spectrum of a fiber. Later, a simultaneous measurement system using polarization 

maintaining sensing fiber with Brillouin gain of BOTDA was achieved with significantly better 

performance. A strain resolution of  28 μm per meter was obtained, with a temperature resolution of 

3.9 °C at a spatial resolution of 3.5 m, an order of magnitude better than that by the spontaneous 

scattering method [80]. 
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Because of the polarization state change induced optical power fluctuation, simultaneous 

temperature and strain sensing based on the power and Brillouin frequency tends to have low precision 

for temperature and strain measurement. Furthermore, the spatial resolution is usually in the range of a 

few meters, unless different technologies are combined, such as Brillouin optical correlation domain 

analysis (BOCDA) to measure the Brillouin frequency and anti-Stokes line of BOTDR [81] to measure 

the power change. In such systems temperature resolution of 2 °C simultaneously with strain 

resolution of 63 µ and spatial resolution of 5 cm are demonstrated over 18 m. The setup is 

complicated with two detection systems for coherent (BOCDA) and direction detection for BOTDR. 

The first demonstration of a Brillouin scattering sensor system with spatial resolution substantially 

better than one meter (50 cm) was presented in 1998 [82], and included the 1st structural monitoring of 

strain measurements rather than simply measuring stretched sections of fiber. This was further 

improved to 10 cm spatial resolution [83] by using a spectrum de-convolution technique; in which two 

pulses were sent with their trigger times delayed by ½ pulse, so that the recovered spatial resolution 

could be reduced by ½ of the pulse length in the spatial domain, and the same for the Brillouin 

spectrum domain to recover different strain components.  

7.2. Frequency Domain Distributed Brillouin Sensor 

A Brillouin Optical Frequency Domain Analysis (BOFDA) was developed to measure the  

complex baseband transfer function by the ratio of the Fourier transforms of the pump and Stokes 

intensities [84]. Then the inverse-Fourier transform is taken to give the temporal pulse response which 

can be converted to a spatial response by using the relationship t = 2nz/c. The intensities of the two 

beams are detected and fed into a network analyzer which determines the baseband transfer function. 

This in turn is fed into a digital signal processor which takes the inverse fast Fourier transform (IFFT), 

giving the pulse response of the fiber at the given laser beat frequency. Initial results performed using 

this system showed an accuracy of 1.5 °C and 40 μm length change per meter fiber with  .4 m spatial 

resolution on an 11 km long fiber.  

An application of the BOFDA sensor has been reported for beat length measurements by locating 

the areas of maximum and minimum Brillouin loss. This was done using the BOFDA method and beat 

lengths in the range of 50 to 60 m were observed on a 10 km length of fiber [85].  

Great effort has been put towards getting centimeter spatial resolution with BOFDA technology; 

post-signal processing is critical in getting small stress or temperature resolution. 3 cm spatial 

resolution has been demonstrated with 9m sensing length and the resolution for the Brillouin frequency 

shift after de-convolution is 1.8 MHz. This is equivalent to 1.8 °C and over 30 µ [86]. 

Another frequency domain BOTDA system is the Brillouin Optical Correlation-Domain Analysis 

(BOCDA) [87]. The spatial resolution of the BOCDA system is determined by the modulation 

parameters (amplitude and frequency) of a light source, rather than by the decay time of an acoustic 

wave. In this approach, two CW light waves with a Brillouin frequency difference are identically 

frequency-modulated. SBS occurs at the correlation peak position, where the two lightwaves are highly 

correlated. The correlation peak width determines the spatial resolution. Signal processing of the 

correlation between different positions provides a sharp peak for the matched Brillouin frequency, and 

the spatial resolution of BOCDA can be as high as 1cm for short sensing lengths of tens of meters [88]. 

The most recent report has improved this sensor system to 1 km length of 7 cm spatial resolution [89]. 
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7.3. Differential Brillouin Gain Based on Differential Pulse-Width pair (DPP-BOTDA)  

When the pulse was reduced to 1 ns, which is equivalent to 10 cm, the weak Brillouin signal due to 

short interaction has reduced the signal to noise ratio significantly, on top of that the broadband 

frequency of a short pulse requires a broadband detector and electrical amplifier, which adds 

significant electronic noise to the signal. As a result, the achievable strain or temperature resolution has 

been decreased significantly. Although pre-pumping [90] through a DC portion of the pulse could 

amplify the Brillouin signal, it does not help to improve the contrast of the Brillouin gain signal, as it 

adds a constant temperature fiber portion as background for the signal. To solve this problem, differential 

Brillouin gain detection using two pulses with slight pulse width difference was proposed [91], so that 

the spatial resolution can be determined as the pulse width difference instead of the pulse itself. In this 

way the large pulse reduced the low Brillouin gain signal due to the impact of the phonon lifetime  

(10 ns), and at the same time the narrow Brillouin gain spectrum could be obtained due to the large 

pulse. As a result, the signal to noise ratio is improved, especially on the temperature or strain 

resolution due to much narrower Brillouin spectral width.  

The measurement is conducted in two consecutive waveforms with different pulse width. As a 

result, the problems of Brillouin spectrum broadening and small interaction length could be solved and 

higher gain is expected due to the last portion of the pulse being used for the pulse width difference. 

The signal loss in differential Brillouin gain and Brillouin gain is different as shown in Figure 5(a,b), it 

is clear that the signal loss increases with increasing pulse width; signal loss in the differential gain 

case is smaller for larger pulse width difference, while under the Brillouin gain case, the signal loss is 

higher for smaller pulse width difference. Here the signal loss is defined as: 

          
       

   
 (33)  

 where    and     are the Brillouin signal intensities with the pulse widths of 2 and 1, respectively. 

Figure 5. (a) Differential Brillouin signal (intensity) [32]; and (b) Brillouin signal loss as a 

function of pulse width (here refers to the shorter pulse of the pulse pair) for 0.1 and 0.2 ns 

pulse width difference.  
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For the differential gain spectrum of large pulses (>phonon lifetime), the difference spectrum is 

narrower than the equivalent Brillouin gain spectrum as shown in Figure 6(a). This is also true for the 

transient Brillouin scattering regime as shown in Figure 6(b). When the pulse width is shorter than the 

phonon lifetime (10 ns), the Brillouin gain is reduced significantly due to the large pulse spectrum as 

seen in Figure 5(a), under such a condition, the decrease in differential gain spectral width is smaller 

than the Brillouin gain spectrum width as seen in Figure 5(b). Hence differential gain provides higher 

frequency accuracy, i.e. higher temperature or strain resolution compared to that in BOTDA or 

BOTDR, in which the Brillouin gain spectrum is measured. Because the peak frequency uncertainty is 

proportional to the bandwidth of the Brillouin spectrum (B) [75]:     
   

      
 . 

Figure 6. Experimental results of the differential gain for the pulse width larger than 

phonon lifetime (a) and smaller than phone lifetime (b). 

  

(a) (b) 
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lower signal to noise ratios, as explained in Figure 5 differential Brillouin gain has lower SNR due to the 

signal subtraction of different pulse widths, and yet it provides higher spatial resolution [92]. 
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result of the interplay between nonlinearity and anomalous dispersion. In the frequency domain MI 

leads to the generation of sidebands symmetrically placed about the pump frequency, hence the energy 

in the high power pump or probe waves will be transferred to those sidebands instead of contributing 

to the Brillouin gain or loss process. The sensing fiber includes two identical spans of fibers being 

amplified by EDFAs in between them. 

7.4. Differential of Different Pulses in the Same Waveform  

In order to improve spatial resolution, various complicated techniques have to be used in order to 

enhance the nonlinear Brillouin interaction portion in the same waveform by DC leakage. It was noted 

by simulation in [95] that the scattering interaction ceases immediately upon the end of the pulse. If the 

presence of a small CW component in the pulse signal could pre-pump the phonon field before the 

arrival of a pulse, increased scattering for the duration of the pulse might result, which would make 

practical use of shorter optical pulses resulting in higher resolution, at the cost of some distortion of  

the optical signal. Based on this idea, two types of systems have been demonstrated: (1) Dark pulse 

regime [96]; and (2) Brillouin echoes [97]. 

When both the pump and probe waves are continuous wave, launched from two ends of the fiber 

with the frequency difference at the fiber Brillouin frequency, both wave will interact with the pump 

wave giving energy to the probe wave. If the Stokes wave is suddenly turned off, the pump wave will 

stop giving energy, and as a result, it will have relatively higher power during times when the Stokes 

wave is switched off. The period that the Stokes wave is switched off is called ―dark pulse‖. Based on 

this idea, 5 cm spatial resolution over 100 m fiber was obtained [96].  

The idea of a -phase-shifted pulse added to a non-phase-shifted pulse in [97] is similar to that of a 

bright pulse being added to a dark pulse, except that it's based on phase modulation, rather than 

amplitude modulation. In the -phase-shifted pulse pair, two pulses share the same pulse-width except 

that the last portion of the second pulse is phase inverted ( phase shift). As a result, the spatial 

resolution is limited by the fall-time of the pump modulation and the phenomenon of secondary ―echo‖ 

signals as was previously proposed in MRI (magnetic resonance imaging). 

One of the drawbacks with using large pulse subtraction to get small spatial resolution in the time 

domain by way of the ―echo‖ or ―dark pulse‖ techniques is the gain saturation of the large pulse 

portion which decreases the contrast of a small stress or temperature section. Hence the depletion 

could become a problem for long sensing lengths due to the 1st part of the pulse generating artifacts in 

the Brillouin spectrum recovery process. To solve this problem a dark base approach is proposed [98], 

it uses a dark base to remove the strong gain saturation or pulse depletion effect due to the bright pulse. 

The level of the dark base varies with the width of the bright pulse over the entire sensing length, 

which makes it difficult to use in the field. 

Another technique to overcome depletion induced Brillouin spectrum distortion utilizes coherent 

interaction of the Brillouin gain and loss [99,100] through a parametric Brillouin gain process, which 

will be explained in the following section. 

The distributed sensor based on Brillouin scattering was initially developed based on spontaneous 

Brillouin scattering, namely BOTDR, and stimulated Brillouin scattering based BOTDA. The spatial 

resolution is limited by the acoustic wave delay time (10 ns) [75], which is equivalent to 1 m spatial 
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resolution. Thanks to the innovative approaches of pre-pumping [90,95], differential Brillouin  

gain [91], and Brillouin echoes [97], distributed Brillouin sensors have achieved comparable spatial 

resolution to that of OFDR: 2 cm over 2 km and 2 °C temperature resolution [32] while the Rayleigh 

or stimulated Brillouin scattering based OFDR sensors have limited sensing length of less than  

100 m [6,89].  

Simultaneous temperature and strain sensing is another challenging issue, because BOTDA and 

BOTDR measure the change of the Brillouin frequency as a function of temperature and strain based 

on Equation (32). One variable cannot obviously determine two parameters. Often the intensity or 

power ratio was introduced [76,79,80] as a 2nd measureable parameter; however the power changes 

with SOP at different positions, which introduces a new uncertainty by itself, although power ratio can 

compensate the power fluctuation of light source. As a result, the temperature and strain resolution is 

often worse than temperature (3–4 °C vs. 1 °C) or strain sensing (~100 µ vs. 10 µ) systems with a 

single sensing parameter and the spatial resolution is also increased: 10 cm vs. 3–5 m. Even if the 

power measurement is replaced with linewidth dependence in LEAF fiber [101], the temperature 

resolution has been improved to 1.8 °C and strain resolution of 37 µ with 4 m spatial resolution. 

Unless special fibers are considered, such as in PCF (photonic crystal fiber), two Brillouin peaks 

represent Ge and Si contributions, and they have different temperature and strain dependence [102]. In 

PMF as well, the linewidth and peak frequency have different temperature and strain dependence due 

to the stress rod contribution [103]. In both cases simultaneous measurement can be realized in 

comparable precision to single parameter sensing in SMF. 

8. The Parametric Brillouin Gain and Its Application in Birefringence Measurement 

When the anti-Stokes wave ωAS, and Stokes wave ωS, are launched in one end, and the carrier wave 

ω0 is launched in the other end of the fiber, there will be two acoustic waves created. These two 

acoustic waves will interact to form local fringes as their creation is associated with two phase 

matching conditions of the Brillouin gain and Brillouin loss process [100], and they have different 

Brillouin frequencies due to the wavelength difference and the different effective indices of each 

frequency, shown in Equation (15). The carrier wave acts as a receiver and donor for the gain and loss 

process simultaneously. Such a process can only occur when two phase matching conditions are met at 

the same time; otherwise, the process will be dominated by either gain or loss. Such a process can be 

used to offset the gain saturation or pump depletion [99], because the measured Brillouin gain or loss 

spectrum is similar to the pure gain or loss case.  

In PMF if the input SOPs of three waves are launched in the same axis, one can observe the 

interference spectrum of the parametric gain process [100]. In SMF the coupling between the gain and 

loss processes change with position; unless the principal state of polarization (PSP) remains the same 

over certain distances, so that the combined gain and loss spectrum keeps similar a shape with only 

amplitude change. Parametric Brillouin gain and loss processes require frequency, phase and 

polarization matching simultaneously, and the amplitude of the signal is only 5–10% of that of the gain 

or loss dominated process. 

The combined gain and loss spectrum has been observed experimentally using SMF-28e, LEAF and 

dispersion shifted fibers [99,104], where both the Stokes and anti-Stokes pulsed signals were launched in 



Sensors 2012, 12 8629 

 

the fiber with the same SOP, created by two identical side bands of an EOM:           [electrical 

field of EAS with propagation constant of kAS];         [electrical field of ES with propagation 

constant of kS], and a CW carrier wave   [electrical field of E0with propagation constant of k0] that is 

propagated in the opposite direction of the two pulsed wave to meet the phase matching condition for 

creation of the two excited acoustic waves.  

Because Brillouin frequencies are unequal due to their different effective indices at different 

frequencies (i.e., chromatic dispersion), both of the Brillouin gain and Brillouin loss are not in-

resonance simultaneously as stated in Section 2.4, so we name this spectrum the off-resonance 

Brillouin spectrum. As illustrated in [104] a spatial period of 5 m is observed in LEAF, which 

represents the process of the gain or loss varying from maximum to minimum. Due to small chromatic 

dispersion (CD) in LEAF fiber: −3 ps/km/nm [93], the spatial period (the spatial distance for gain 

changes from maximum to minimum) in gain side is similar to that in loss side (the spatial period for 

the loss changes from maximum to minimum) as illustrated in experimental results in [104], when the 

input SOPs for Stokes and anti-Stokes wave are aligned to that of the carrier wave. For SMF28e, both 

periods can be different and it varies in position due to large CD of 17 ps/km/nm and PMD induced 

SOP change. 

This period is on par with what we have measured with the OFDR technique as described in  

Section 6. The birefringence calculated from the measured beat length for LEAF is 3 × 10
−7

, which is 

consistent with the data sheet of the LEAF fiber. 

9. Brillouin Grating 

Brillouin gratings are another example of Brillouin parametric amplification and can be generated 

in polarization maintaining fiber (PMF) with a length determined by two pump pulses. Such gratings 

can be generated in one axis and read from another via birefringence coupling with two additional 

probe waves [105]. It represents a four-wave mixing process at strong pump waves [106]. At relatively 

weaker pump power, Brillouin gratings have similar features to fiber Bragg gratings (FBGs), i.e., the 

reflected spectrum is linearly proportional to pump power. 

The grating spectrum is a convolution of the pulse and Brillouin gain spectra. Such a Brillouin 

grating can be probed with a 3rd pulse launched on the orthogonal axis; the optimum frequency of the 

3rd pulse is related to the local birefringence between two axes of PMF. This means, the grating 

feature is affected by temperature and strain reflected in the Brillouin frequency, as well as the local 

birefringence from two axes of PMF, this local Transient/Dynamic Brillouin Grating (TBG or DBG) 

[107,108] can be used for the purpose of sensing. Note, TBG refers to the Brillouin grating created by 

short pulse (<phonon life time). When we change the relative delay between two pump pulses, 

distributed sensing can be realized for the entire fiber. Because the large frequency shift associated 

with the birefringence change is on the order of 40–50 GHz, the measurement accuracy of temperature 

and strain can be much higher than direct Brillouin gain spectrum measurement. It has been  

reported that 0.08 C and 3  resolution can be achieved with a continuous wave (without location 

information) [107] and pulse of 2 ns, equivalent to 20 cm of spatial resolution, with accuracies of  

0.4 °C and 9  respectively [108]. For BFS (Brillouin frequency shift) measurements, differential 

pulse-width pair Brillouin optical time-domain analysis (DPP-BOTDA) is used to realize a high  
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spatial resolution. For example, 20 cm spatial resolution is achieved by using a pulse-width difference  

of 2 ns and a narrowband Brillouin gain spectrum is obtained from a pulse pair of 30/28 ns. For  

birefringence-induced frequency shift (BireFS) measurements, two short pump pulses (2 ns) are used 

to generate a local Brillouin grating and thus get a high spatial resolution of 20 cm. The temperature 

and strain range can be up to 700 °C and 14 m due to the short pulse (2 ns) based TBG. They can also 

be used as a distributed birefringence measurement [109] in PMF and PCF [110]. 

The distributed sensor based on Brillouin grating is often for short sensing length (<500 m) due to 

the usage of PMF, at long sensing length, the extinction ratio of polarization modes is hard to maintain. 

Because the Brillouin grating is formed by Brillouin gain or loss process, two lasers must be used to 

create the TBG, and a 3rd laser is needed as a reading beam with the frequency being locked to the 

frequency difference of the up or down conversion of the SBS between of the PMF’s fast and slow 

axis. The sensor system is complicated and expensive, and yet it takes long time to scan the Brillouin 

gain spectrum in one axis with each pulse [108] with the Brillouin grating in another axis. The 

measurement time can be 10–20 min depending on the length of the grating and probe pulse (recover 

grating beam). 

10. Vibration Measurement with Distributed Sensor 

Distributed fiber sensors were used mainly for static measurements, such as temperature and strain. 

Dynamic measurement is more challenging to achieve, as it requires wide frequency range scanning 

and large scale averaging to improve weak signals. For Rayleigh scattering based OTDR, the first fiber 

vibration sensor was carried with polarization OTDR achieving 10m spatial resolution and 5 kHz event 

detection [50]. The best spatial resolution was realized with coherent detection of phase OTDR at  

8 kHz and spatial resolution of 0.5 m over 1 km sensing length [56]. With Rayleigh scattering based 

OFDR sensors, a vibration frequency of 30 Hz has been demonstrated with 10 cm spatial  

resolution [111]. For Brillouin scattering based sensors, the first demonstration is realized at 8.8 Hz 

over a 5 cm dynamic strain event based on BOCDA [112]. The field application of impact wave 

detection was demonstrated on a concrete deck excited by car passing at a frequency of up to 300 Hz 

based on polarization change on BOTDA [113]. 

The frequency range of the pulsed OTDR system is the repetition rate of the pulse, which will be 

limited by the sensing length. For OFDR based CW lasers, it is limited by the speed and memory of 

the data acquisition card. The signal to noise ratio will limit the achievable spatial resolution.  

11. Limitations for Sensing Length, Spatial Resolution and Temperature/Strain Resolution 

Generally speaking a scattering based OTDR sensor is capable of managing long sensing lengths. 

Among Rayleigh, Raman and Brillouin scattering based sensors, Brillouin sensors have shown the best 

performance in terms of sensing length, over 150 km with spatial resolution of 2 m and temperature 

resolution of 1.5 °C [93] with Er doped fiber amplifier, and high spatial resolution of a few 

centimeters. The limitations of sensing length result from fiber losses over the long sensing length, 

which can be compensated by either Raman scattering amplification or EDFAs [2]. The performance 

of distributed sensors is listed in following Table 2:  
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Table 2. Performance chart for distributed sensors.  

 DPP-BOTDA [91] Brillouin Grating 

[105] 

BOTDR 

[68] 

Raman OTDR 

[30] 

OFDR [3] 

Rayleigh 

Phase OTDR [7] 

Rayleigh 

Spatial  

resolution  

2 cm (2 km) [32] 

2 m (150 km) [93] 

1–2 cm [114] ~1 m  0.4 m [30]  

17 m [115] 

~1 mm [10] ~0.5 m [56] 

Sensing  

range  

150–200 km 20 m 20–50 km a 900 m [30]  

37 km [115] 

~35 m [58] 1–2 km 

Measurement 

time  

2–5 min  10+ min  1–5 min  <3 min (0.01–3) s <1 ms 

Temperature  

and strain  

Yes  Yes Yes  No Yes  No  

Temperature 

accuracy 

1–2 °C [32,93] 1 °C 2–3 °C 0.8 °C [30]  

3 °C [115] 

0.1 °C [111] No 

Strain accuracy 20 µ 10 µ 60 µ No 1 µ [11] No 

Dynamic 

measurement  

yes No No  No 30 Hz [111] Yes  

8 kHz [116] 

Calibration  Determined by fiber 

property  

Determined by fiber 

property 

Determine

d by fiber 

property 

Relative 

measurement 

Reference is 

needed for every 

measurement 

Relative 

measurement 

Light source  

requirement 

Two DFB lasers [117] 

(frequency locking of 

two lasers is required)  

Three lasers 

(frequency locking of 

two lasers is required) 

One narrow 

linewidth 

laser 

One high power 

laser 

One narrow 

linewidth 

tuneable laser  

One narrow 

linewidth laser 

Detectors  Broadband [32] Broadband High 

sensitivity  

High sensitivity High sensitivity High sensitivity 

Detection 

scheme 

Direct Direct Coherent Direct Coherent Coherent [56] 

Direct [116] 

a Yokogawa Electric Corporation. 

Among three different kinds of scattered light in optical fiber, Rayleigh scattering is the strongest, 

Brillouin scattering is 15–20 dB weaker, and Raman is the weakest. However, when a laser with a  

50 kHz linewidth is used as a phase OTDR source, the spectral width of the Rayleigh scattering is the 

same as that of the laser, while the Brillouin spectrum width is 30 MHz, and the Raman scattering 

width is ~THz. One can integrate the optical energy over the spectrum for Brillouin and Raman 

scattering to improve SNR, while for Rayleigh scattering this is not possible due to the narrow 

linewidth. Because of Brillouin and Raman gain, the sensing length can be improved significantly.  

With high spatial resolution (1 mm) the frequency domain distributed sensor is much more cost 

effective than OTDR, as the broadband electronics and digitizer requirements have made OTDR based 

systems very expensive. This is especially true for Brillouin grating type sensors, which requires three 

lasers to be locked together and PMF to be employed as the sensing fiber which makes such systems 

complicated and expensive. The advantage of Brillouin scattering based distributed sensors versus 

Rayleigh scattering based sensor systems are: (1) they measure the Brillouin frequency change, which 

is an absolute change, rather than the intensity or phase change; and (2) OFDR can only detect relative 

changes from one of the reference fiber conditions. It uses a correlation function to locate temperature 

or strain changes between two events. It means that large temperature or strain gradients will not be 
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detected, as the temperature or strain induced wavelength shift can be larger than the wavelength  

peak itself. 

12. Challenges in Applications of Distributed Sensors 

For a large scale structure, the number of point sensors needed to generate complete strain 

information can grow rapidly. Distributed sensors offer an advantage over point sensors for global 

strain measurements. The thousands of sensing points that the distributed sensor provides enables 

mapping of strain distributions in two or even three dimensions. Thus, real measurements can be used 

to reveal the global behavior of a structure rather than extrapolation from a few point measurements. 

Such a process is termed structural health monitoring (SHM), and has been used to identify early signs 

of potential problems in civil structures, to prevent disasters, and conduct needed repairs at the 

appropriate time, avoiding unnecessary costs and reducing economic burden. Thus, it is important to 

have accurate and real time monitoring on the safety assessment of civil structures, such as bridges, 

dams and pipelines. Currently such evaluations are carried out by engineers trained in visual 

inspection, which sometimes can be inaccurate due to differences in their personal experience with 

safety condition assessment. To increase the inspection efficiency and accuracy, fiber optic sensors are 

one of the most promising candidates, due to their features of durability, stability, small size and 

insensitivity to external EM perturbations, which makes them ideal for the long-term health assessment 

of civil structures. Optical fibers can cover the large areas of civil structures, safely access and monitor 

the status of these structures. Hence, distributed fiber sensor systems will play important roles in the 

monitoring and diagnostics of critical structures, as they have the advantage of a long sensing range 

and the capability of providing strain or temperature at every spatial resolution along the entire sensing 

fiber, imbedded in or attached to the structures, using the fiber itself as the sensing medium. The 

industrial applications of BOTDR have been reviewed [118], in which the results of three field tests 

are presented, namely, a damage-detection system for America’s Cup yachts, an optical fiber sensor 

for detecting changes in river levees, and a strain-sensing optical fiber embedded in concrete 

structures. The extensive review of BOTDA on civil structures of steel pipe and concrete beams has 

been provided by reference [119]. An excellent example of the prediction of the pipe deformation has 

been demonstrated [120] in two steel pipes. The major concern with fiber sensors in field applications 

is the process of installation, as the bare fibers break easily, and cabled fiber has low strain sensitivity, 

in addition, bending can be introduced in the field installation process, and shear bends especially can 

be detrimental for the OFDR system due to the weak signal of Rayleigh scattering. The special cable 

for strain measurement plus the field installation cost can be as high as the sensor system itself; this 

has been an issue for field applications of distributed sensors. 

13. Conclusions 

This paper presents a comprehensive and systematic overview of the history of distributed sensor 

technology regarding many aspects, including sensing principles, properties, and their performance, 

system limitations and applications. It is anticipated that many more distributed sensing systems will 

be commercialized and widely put into practice in the near future due to the maturity of many new 

technologies and availability of cost effective instrumentation techniques. The applications of the 
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distributed sensors in civil structural, aerospace and power industry will finally make this technology 

beneficial to the society after many years of the research work.  

Acknowledgements 

The authors acknowledge the contributions of many of their graduate students, postdoctoral fellows 

and research associates described in part in this review and the supports of the National Science and 

Engineering Research Council of Canada via Discovery Grants, Equipment Grants and Strategic 

Grants, and ISIS (Intelligent Sensing for Innovative Structures) Canada, as well as Canada Research 

Chair Program. Special thanks go to Robert Walker for careful English editing and proofreading. 

References 

1. Measures, R.M. Structural Monitoring with Fiber Optic Technology; Academic Press: San Diego, 

CA, USA, 2001; Chapter 2. 

2. Bao, X.; Chen, L. Recent progress in Brillouin scattering based fiber sensors. Sensors 2011, 11, 

4152–4187. 

3. Barnoski, M.K.; Rourke, M.D.; Jensen, S.M.; Melville, R.T. Optical time domain reflectometer. 

Appl. Opt. 1977, 16, 2375–2379. 

4. Hartog, A.H.; Leach, A.P.; Gold, M.P. Distributed temperature sensing in solid-core fiber. 

Electron. Lett. 1985, 21, 1061–1062. 

5. Horiguchi, T.; Tateda, M. Optical-fiber-attenuation investigation using stimulated Brillouin 

scattering between a pulse and a continuous wave. Opt. Lett. 1989, 14, 408–410. 

6. Dakin, J.P.; Pratt, D.J. Distributed optical fibre Raman temperature sensor using a semiconductor 

light source and detector. Electron. Lett. 1985, 21, 569–570. 

7. Eickhoff, W.; Ulrich, R. Optical frequency domain reflectrometry in single-mode fiber.  

Appl. Phys. Lett. 1981, 39, 693–695. 

8. Farahani, M.A.; Gogolla, T. Spontaneous Raman scattering in optical fibers with modulated 

probe light for distributed temperature Raman remote sensing. J. Lightwave Technol. 1999, 19, 

1379–1391. 

9. Raman OFDR DTS, by LIOS Technology. Available online: http://www.lios-tech.com/Menu/ 

Technology/Measuring+Principle+-++OFDR+Technology (accessed on 19 June 2012). 

10. Froggatt, M.; Moore, J. High-spatial-resolution distributed strain measurement in optical fiber 

with Rayleigh scatter. Appl. Opt. 1998, 37, 1735–1740. 

11. Ahn, T.J.; Moon, S.; Youk, Y.; Jung, Y.; Oh, K.; Kim, D.Y. New optical frequency domain 

differential mode delay measurement method for a multimode optical fiber. Opt. Express 2005, 

13, 4005–4011. 

12. Wang, X.; Li, W.; Chen L.; Bao, X. Distributed mode coupling measurement along tapered 

single-mode fibers with optical frequency-domain reflectometry. J. Lightwave Technol. 2012, 30, 

1499–1508.  

13. Debye, P. Molecular-weight determination by light scattering. J. Phys. Chem. 1947, 51, 18–32. 

14. Jackson, J.D. Classical Electrodynamics, 3rd ed.; John Wiley & Sons Inc.: Hoboken, NJ, USA, 

2009. 



Sensors 2012, 12 8634 

 

15. Boyd, R.W. Nonlinear Optics, 3rd ed.; Academic Press: San Diego, CA, USA, 2008. 

16. Gordon, J.P.; Kogelnik, H. PMD Fundamentals: Polarization Mode Dispersion in Optical Fibers. 

Proc. Natl. Acad. Sci. USA 2000, 97, 4541–4550. 

17. Bao, X.; Xie, S.; Liu X.; Chen, L. The non-uniformity and dispersion in SBS based fiber sensors. 

In Proceedings of the 3rd Asia-Pacific Optical Fiber Sensors Conference, Sydney, Australia, 1–4 

February 2012; doi:10.1117/12.916230. 

18. Xie, S.; Pang, M.; Bao, X.; Chen, L. Polarization dependence of Brillouin linewidth and peak 

frequency due to fiber inhomogeneity in single mode fiber and its impact on distributed fiber 

Brillouin sensing. Opt. Express 2012, 20, 6385–6399. 

19. Long, D.A. The Raman Effect—A Unified Treatment of the Theory of Raman Scattering by 

Molecules; John Wiley & Sons Ltd.: Chichester, UK, 2002. 

20. Brown, G.A.; Hartog, A.H. Optical fiber sensors in upstream oil & gas. J. Petroleum Technol. 

2002, 54, 63–65. 

21. Belal, M.; Cho, Y.T.; Ibsen, M.; Newson, T.P. A temperature-compensated high spatial 

resolution distributed strain sensor. Meas. Sci. Technol. 2010, 21, 015204. 

22. Fernandez, A.F.; Rodeghiero, P.; Brichard, B.; Berghmans, F.; Hartog, A.H.; Hughes, P.; 

Williams, K.; Leach, A.P. Radiation-tolerant Raman distributed temperature monitoring system 

for large nuclear infrastructures. IEEE Trans. Nucl. Sci. 2005, 52, 2689–2694. 

23. Bibby, G.W. Temperature Measurement. EP Patent 0,190,001, 14 June 1989. 

24. Suh, K.; Lee, C. Auto-correction method for differential attenuation in a fiber-optic  

distributed-temperature sensor. Opt. Lett. 2008, 33, 1845–1847. 

25. Hartog, A.H. Optical Time Domain Reflectometry. EP Patent 0,213,872, 7 January 1993.  

26. Hwang, D.; Yoon, D.; Kwon, I.; Chung, Y. Novel auto-correction method in a fiber-optic 

distributed-temperature sensor using reflected anti-Stokes Raman scattering. Opt. Express 2010, 

18, 9747–9754. 

27. Dakin, J.P.; Pratt, D.J.; Bibby, G.W.; Ross. J.N. Distributed optical fibre Raman temperature 

sensor using a semiconductor light source and detector. Electron. Lett. 1985, 21, 569–570. 

28. Bolognini, G.; Park, J.; Soto, M.A.; Park, N.; Pasquale, F.D. Analysis of distributed temperature 

sensing based on Raman scattering using OTDR coding and discrete Raman amplification. Meas. 

Sci. Technol. 2007, 18, 3211–3218 

29. Rogers, A. Distributed optical fiber sensing. Meas. Sci. Technol. 1999, 10, R75–R99. 

30. Höbel, M.; Ricka, J.; Wüthrich, J.M.; Binkert, T. High-resolution distributed temperature sensing 

with the multi photon-timing technique. Appl. Opt. 1995, 34, 2955–2967. 

31. Michael, G.T.; Dyer, S.D.; Baek, B.; Hadfield, R.H.; Woo Nam, S. High-resolution single-mode 

fiber-optic distributed Raman sensor for absolute temperature measurement using superconducting 

nano-wire single-photon detectors. Appl. Phys. Lett. 2011, 99, 201110:1–201110:3. 

32. Dong, Y.; Zhang, H.; Chen, L.; Bao, X. A 2-cm-spatial-resolution and 2-km-range Brillouin 

optical fiber sensor using a transient differential pulse pair. Appl. Opt. 2012, 51, 1229–1235. 

33. Hartog, A.H. A distributed temperature sensor based on a liquid-core optical fibre. J. Lightwave 

Technol. 1983, 3, 498–509. 

34. Oscroft, G. Intrinsic Fiber Optic Sensors. In Proceedings of International Conference on Fibre 

Optics and Opto-Electronics, London, UK, 28–30 April 1987; pp. 207–213.  



Sensors 2012, 12 8635 

 

35. Marcuse, E. Micorbending losses of single-mode, step index and multimode parabolic-index 

fibers. J. Bell. Syst. Tech. 1976, 55, 937–955. 

36. Farries, M.C.; Fermann, M.E.; Laming, R.I.; Poole, S.B.; Payne, D.N. Distributed temperature 

sensor using Nd3+ doped fiber. Electron. Lett. 1986, 22, 418–419. 

37. Farries, M.C.; Fermann, M.E.; Poole, S.B.; Townsend, J.E. Distributed Temperature Sensor 

Using Holmium 3+ Doped Fiber. In Proceedings of OFC, Reno, NV, USA, 19 January 1987. 

38. Rogers, A.J. Polarisation optical time domain reflectometry. Electron. Lett. 1980, 16, 489–490. 

39. Hartog, A.H.; Payne, D.N.; Conduit, A.J. Polarization Optical-Time-Domain Reflectometry: 

Experimental Results and Application to Loss and Birefringence Measurements in Single-Mode 

Optical Fibres. In Proceeding of the 6th European Conference and Exhibition on Optical 

Communication (ECOC), York, UK, 16–19 September 1980. 

40. Kim, B.Y.; Choi, S.S. Backscattering measurement of bending induced birefringence in single 

mode fibers. Electron. Lett. 1981, 17, 193–194. 

41. Schuh, R.E.; Sikora, E.S.R.; Walker,N.G.; Siddiqui, A.S.; Gleeson, L.M.; Beddington, D.H.O. 

Theoretical analysis and measurement of effects of fibre twist on polarisation mode dispersion of 

optical fibres. Electron. Lett. 1995, 31, 1772–1773. 

42. Ellison, J.G.; Siddiqui, A.S. A fully polarimetric optical time domain reflectometer. IEEE 

Photonics Technol. Lett. 1988, 10, 246–248. 

43. Wuilpart, M.; Mégret, P.; Blondel, M.; Rogers, A.J.; Defosse Y. Measurement of the spatial 

distribution of birefringence in optical fibers. IEEE Photonics Technol. Lett. 2001, 13, 836–838. 

44. Corsi, F.; Galtarossa, A.; Palmieri, L. Polarization mode dispersion characterization of single-mode 

optical fiber using a backscattering technique. J. Lightwave Technol. 1998, 16, 1832–1843. 

45. Cameron, J.; Chen, L.; Bao, X.; Stears, J. Time evolution of polarization mode dispersion in 

optical fibers. IEEE Photonics Technol. Lett. 1998, 10, 1265–1267. 

46. Waddy, D.S.; Lu, P.; Chen, L.; Bao, X. Fast state of polarization changes in aerial fiber under 

different climatic conditions. IEEE Photonics Technol. Lett. 2001, 13, 1035–1037. 

47. Shatalin, S.V.; Rogers, A.J. Location of high PMD sections of installed fiber. J. Lightwave 

Technol. 2006, 24, 3875–3881. 

48. Huttner, B.; Gisin, B.; Gisin, N. Distributed PMD Measurement with a Polarization-OTDR in 

optical fibers. J. Lightwave Technol. 1999, 17, 1843–1847. 

49. Galtarossa, A.; Palmieri, L. Spatially Resolved PMD Measurements. J. Lightwave Technol. 

2004, 22, 1103–1115. 

50. Zhang, Z.; Bao, X. Distributed Optical Fiber vibration sensor based on spectrum analysis of 

polarization-OTDR system. Opt. Express 2008, 16, 10240–10247. 

51. Takada, K.; Himeno, A.; Yukimatsu, K. Phase-noise and shot-noise limited operations of low 

coherence optical time domain reflectometry. Appl. Phys.Lett.1991, 59, 2483–2485. 

52. Wegmuller, M.; Scholder, F.; Gisin, N. Photon-counting OTDR for local birefringence and fault 

analysis in the metro environment. J. Lightwave Technol. 2004, 22, 390–400. 

53. Juarez, J.C.; Taylor, H.F. Polarization discrimination in a phase-sensitive optical time-domain 

reflectometer intrusion-sensor system. Opt. Lett. 2005, 30, 3284–3286. 

54. Lu, Y.; Zhu, T.; Chen, L.; Bao, X. Distributed Vibration Sensor Based on Coherent Detection of 

Phase-OTDR. J. Lightwave Technol. 2010, 28, 3243–3249. 



Sensors 2012, 12 8636 

 

55. Qin, Z.; Zhu, T.; Bao, X. High Frequency Response Distributed vibration sensor based on all 

polarization-maintaining configurations of phase-OTDR. IEEE Photonics Technol. Lett. 2011, 

23, 1091–1093. 

56. Qin, Z.; Chen L.; Bao, X. Wavelet denoising method for improving detection performance of 

distributed vibration sensor. IEEE Photonics Technol. Lett. 2012, 24, 542–544. 

57. Kingsley, S.A.; Davies, D.E.N. OFDR diagnostics for fibre and integrated-optic systems. 

Electron. Lett. 1985, 21, 434–435. 

58. Soller, B.J.; Gifford, D.K.; Wolfe, M.S.; Froggatt, M.E. High resolution optical frequency 

domain reflectometry for characterization of components and assemblies. Opt. Express 2005, 13, 

666–674. 

59. Froggatt, M.; Soller, B.; Gifford, D.; Wolfe, M. Correlation and Keying of Rayleigh Scatter for 

loss and Temperature Sensing in Parallel Optical Networks. In Proceeding of OFC Technical 

Digest, Los Angeles, CA, USA, 22 February 2004; PDP17. 

60. Froggatt, M.; Gifford, D.; Kreger, S.; Wolfe, M.; Soller B. Distributed Strain and Temperature 

Discrimination in Unaltered Polarization Maintaining Fiber. In Proceeding of OFC Technical 

Digest, Anaheim, CA, USA, 23 October 2006; Thc5. 

61. Huttner, B.; Reecht, J.; Gisin, N.; Passy, R.; von der Weid, J.P. Local Birefringence 

measurements in single-mode fibers with coherent optical frequency-domain reflectometry. IEEE 

Photonics Technol. Lett. 1998, 10, 1458–1460. 

62. Passy, R.; Gisin, N.; von der Weid, J.P.; Gilgen, H.H. Experimental and theoretical investigation 

of coherent OFDR with semiconductor laser sources. J. Lightwave Technol. 1984, 12,  

1622–1630. 

63. Healey, P. Fading in heterodyne OTDR. Electron. Lett. 1984, 20, 30–32. 

64. Koshikiya, Y; Fan, X.; Ito, F. Highly Sensitive Coherent Optical Frequency-domain 

Reflectometry Employing SSB-modulator with cm-level Spatial Resolution over 5 km. In 

Proceedings of 33rd European Conference on Optical Communication (ECOC), Berlin, 

Germany, 16–20 September 2007; pp. 1–2. 

65. Horiguchi, T.; Kurashima, T.; Tateda, M. Tensile strain dependence of Brillouin frequency shift 

in silica optical fibers. IEEE Photonics Technol. Lett. 1989, 1, 107–108. 

66. Culverhouse, D.; Farahi, F.; Pannell, C.N.; Jackson, D.A. Potential of stimulated Brillouin 

scattering as sensing mechanism for distributed temperature sensors. Electron. Lett. 1989, 25, 

913–915. 

67. Kurashima, T.; Horiguchi, T.; Tateda, M. Distributed-temperature sensing using stimulated 

Brillouin scattering in optical silica fibers. Opt. Lett. 1990, 15, 1038–1040. 

68. Shimizu, K.; Horiguchi, T.; Koyamada, Y.; Kurashima, T. Coherenet self-heterodyne detection 

of spontaneously Brillouin-scattered light waves in a single-mode fiber. Opt. Lett. 1993, 18,  

185–187. 

69. Bao, X.; Webb, D.J.; Jackson, D.A. 22-km distributed temperature sensor using Brillouin gain in 

an optical fiber. Opt. Lett. 1993, 18, 552–554. 

70. Bao, X.; Webb, D.J.; Jackson, D.A. 32km distributed temperature sensor based on Brillouin loss 

in an optical fiber. Opt. Lett. 1993, 18, 1561–1563. 



Sensors 2012, 12 8637 

 

71. Bao, X.; Dhliwayo, J.; Heron, N.; Webb, D.J.; Jackson, D.A. Experimental and theoretical 

studies on a distributed temperature sensor based on Brillouin scattering. J. Lightwave Technol. 

1995, 13, 1340–1348. 

72. Bao, X.; Webb, D.J.; Jackson, D.A. Combined distributed temperature and strain sensor based on 

Brillouin loss in an optical fiber. Opt. Lett. 1994, 19, 141–143. 

73. Niklès, M.; Thévenaz, L.; Robert, P.A. Simple distributed fiber sensor based on Brillouin gain 

spectrum analysis. Opt. Lett. 1996, 21, 758–760. 

74. Fellay, A.; Thevanez, L.; Facchini, M.; Nikles, M.; Robert, P.A. Distributed sensing using SBS: 

Towards ultimate resolution. OSA Tech. Dig. Ser. 1997, 16, 324–327. 

75. Horiguchi, T.; Shimizu, K.; Kurashima, T.; Tateda, M.; Koyamada, Y. Development of a 

distributed sensing technique using Brillouin scattering. J. Lightwave Technol. 1995, 13,  

1296–1302. 

76. Wait, P.C.; Newson, T.P. Landau Placzek ratio applied to distributed fibre sensing. Opt. 

Commun. 1996, 122, 141–146. 

77. Lees, G.P.; Wait, P.C.; Cole, M.J.; Newson, T.P. Advances in optical fiber distributed 

temperature sensing using the Landau-Placzek Ratio. IEEE Photonics Technol. Lett. 1998, 10,  

126–128. 

78. Alahbabi, M.N.; Cho, Y.T.; Newson, T.P. 150-km-range distributed temperature sensor based on 

coherent detection of spontaneous Brillouin backscatter and in-line Raman amplification. J. Opt. 

Soc. Am. 2005, B22, 1321–1324. 

79. Parker, R.; Farhadiroushan, M.; Handerek, V.A.; Roger, A.J. A fully distributed simultaneous 

strain and temperature sensor using spontaneous Brillouin backscatter. IEEE Photonics Technol. 

Lett. 1997, 9, 979–981. 

80. Smith, J.; DeMerchant, M.; Brown, A.; Bao, X. Simultaneous distributed strain and temperature 

measurement. Appl. Opt.1999, 38, 5372–5377. 

81. Belal, M.; Newson, T.P. A 5 cm spatial resolution temperature compensated distributed strain 

sensor evaluated using a temperature controlled strain rig. Opt. Lett. 2011, 36, 4728–4730. 

82. DeMerchant, M.; Brown, A.; Bao, X.; Bremner, T. Automated system for distributed sensing. 

Proc. SPIE 1998, 3330, 315–322. 

83. Brown, A.; DeMerchant, M.; Bao, X.; Bremner, T. Spatial resolution enhancement of a Brillouin 

scattering based distributed sensor. J. Lightwave Technol. 1999, 17, 1179–1183. 

84. Garus, D.; Golgolla, T.; Krebber, K.; Schliep, F. Brillouin optical frequency-domain analysis  

for distributed temperature and strain measurements. J. Lightwave Technol. 1997, 15,  

654–662. 

85. Golgolla, T.; Krebber, K. Distributed beat length measurements in single-mode optical fibers 

using stimulated Brillouin-scattering and frequency-domain analysis. J. Lightwave Technol. 

2000, 18, 320–328.  

86. Bernini, R.; Minardo, A.; Zeni, L. Distributed Sensing at centimetre-scale spatial resolution by 

BOFDA: Measurements and signal processing. IEEE Photonics J. 2012, 4, 48–56.  

87. Hotate, K.; Hasegawa, T. Measurement of Brillouin gain spectrum distribution along an optical 

fiber with a high spatial resolution using a correlation-based technique—Proposal, experiment 

and simulation. IEICE Trans. Electron. 2000, E83-C, 405–411.  



Sensors 2012, 12 8638 

 

88. Hotate, K.; Tanaka, M. Distributed fiber Brillouin strain sensing with 1cm spatial resolution by 

correlation-based continuous-wave Technique. IEEE Photonics Technol. Lett. 2002, 14, 179–181. 

89. Hotate, K. Brillouin scattering accompanied by acoustic grating in an optical fiber and 

applications in fiber distributed sensing. Proc. SPIE 2011, 7753, 7–10. 

90. Afshar, S.; Ferrier, G.; Bao, X.; Chen, L. The impact of finite extinction ratio of EOM on the 

performance of the pump-probe Brillouin sensor system. Opt. Lett. 2003, 28, 1418–1420. 

91. Li, W.; Bao, X.; Li, Y.; Chen, L. Differential pulse-width pair BOTDA for high spatial resolution 

sensing. Opt. Express 2008, 16, 21616–21625. 

92. Hao, L.; Li, W.; Linze, N.; Chen, L.; Bao, X. High resolution DPP-BOTDA over 50 km fiber 

using return to zero coded pulses. Opt. Lett. 2010, 35, 1503–1505. 

93. Dong, Y.; Chen, L.; Bao, X. Extending the sensing range of Brillouin optical time-domain 

analysis combining frequency-division multiplexing and in-line EDFAs. J. Lightwave Technol. 

2012, 30, 1161–1167. 

94. Tai, K.; Hasegawa, A.; Tomita, A. Observation of modulational instability in optical fibers.  

Phys. Rev. Lett.1986, 56, 135–138. 

95. Lecoeuche, V.; Webb, D.J.; Pannell, C.N.; Jackson, D.A. Transient response in high-resolution 

Brillouin-based distributed sensing using probe pulses shorter than the acoustic relaxation time. 

Opt. Lett. 2000, 25, 156–158. 

96. Brown, A.W.; Colpitts, B.G.; Brown, K. Distributed sensor based on dark-pulse Brillouin 

scattering. IEEE Photonics Technol. Lett. 2005, 17, 1501–1503. 

97. Thévenaz, L.; Mafang, S.F. Distributed fiber sensing using Brillouin echoes. Proc. SPIE 2008, 

7004, 1–4. 

98. Wang, F.; Bao, X.; Chen, L.; Li, Y.; Snoddy, J.; Zhang, X. Using pulse with dark base to achieve 

high spatial and frequency resolution for the distributed Brillouin sensor. Opt. Lett. 2008, 33, 

2707–2709. 

99. Minardo, A.; Bernini, R.; Zeni, L. A simple technique for reducing pump depletion in long-range 

distributed brillouin fiber sensors. IEEE Sens. J. 2009, 9, 633–634. 

100. Li, Y.; Chen, L.; Dong, Y.; Bao, X. A novel distributed Brillouin sensor based on optical 

differential parametric amplification. J. Lightwave Technol. 2010, 28, 2621–2626. 

101. Liu, X.; Bao, X. Brillouin spectrum in LEAF and simultaneous temperature and strain 

measurement. J. Lightwave Technol. 2012, 30, 1053–1059. 

102. Zou, L.; Bao, X.; Afshar, S.; Chen, L. Dependence of the Brillouin frequency shift on strain and 

temperature in a photonic crystal fiber. Opt. Lett. 2004, 29, 1485–1487. 

103. Bao, X; Yu, Q.; Chen, L. Simultaneous strain and temperature measurements with PM fibers and 

their error analysis using distributed Brillouin loss system. Opt. Lett. 2004, 29, 1341–1344. 

104. Bao, X.; Li, W.; Chen, L. Distributed Fiber Sensors Based on Light Scattering in Optical Fibers. 

In Handbook of Optical Sensors, V.1: Optical Sensors and Measurement Techniques; Section III: 

Fiber Optic Sensors; Taylor & Francis: Oxford, UK, 2012; Chapter 19. 

105. Song, K.Y.; Zou, W.; He, Z.; Hotate, K. All-optical dynamic grating generation based on 

Brillouin scattering in polarization-maintaining fiber. Opt. Lett. 2008, 33, 926–928. 

106. Zhou, D.P.; Dong, Y.; Chen, L.; Bao, X. Four-wave mixing analysis of Brillouin dynamic 

grating in a polarization-maintaining fiber: Theory and experiment. Opt. Express 2011, 19, 

20785–20798. 



Sensors 2012, 12 8639 

 

107. Zou, W.; He, Z.; Hotate, K. Complete discrimination of strain and temperature using Brillouin 

frequency shift and birefringence in a polarization-maintaining fiber. Opt. Express 2009, 17, 

1248–1255. 

108. Dong, Y.; Chen, L.; Bao, X. High-spatial-resolution simultaneous strain and temperature sensor 

using Brillouin scattering and birefringence in a polarization-maintaining fibre. IEEE Photonics 

Technol. Lett. 2010, 22, 1364–1366. 

109. Dong, Y.; Chen, L.; Bao, X. Truly distributed birefringence measurement of polarization-maintaining 

fibers based on transient Brillouin grating. Opt. Lett. 2010, 35, 193–195. 

110. Dong, Y.; Bao, X.; Chen, L. Distributed temperature sensing based on birefringence effect on 

transient Brillouin grating in a polarization-maintaining photonic crystal fiber. Opt. Lett. 2009, 

34, 2590–2592. 

111. Zhou, D.; Qin, Z.; Li, W.; Chen, L.; Bao, X. Distributed vibration sensing with time-resolved 

optical frequency-domain reflectometry. Opt. Express 2012, 20, 13138–13145. 

112. Hotate, K.; Ong, S.L. Distributed dynamic strain measurement using a correlation-based 

Brillouin sensing system. IEEE Photonics Technol. Lett. 2003, 15, 272–274. 

113. Bao, X.; Zhang, C.; Li, W.; Eisa, M.; El-Gamal, S.; Benmokrane, B. Monitoring the distributed 

impact wave on a concrete slab due to the traffic based on polarization dependence on stimulated 

Brillouin scattering. Smart Mater. Struct. 2008, 17, 015003. 

114. Song, K.Y.; Chin, S.; Primerov, N.; Thévenaz, L. Time-domain distributed fiber sensor with  

1 cm spatial resolution based on Brillouin dynamic grating. J. Lightwave Technol. 2010, 28,  

2062–2067. 

115. Park, J.; Bolognini, G.; Lee, D.; Kim, P.; Cho, P.; Pasquale, F.; Park, N. Raman-based distributed 

temperature sensor with simplex coding and link optimization. IEEE Photonics Technol. Lett. 

2006, 18, 1879–1881. 

116 Qin, Z.; Chen, L.; Bao, X. Application of continuous wavelet transform in non-stationary 

vibration event detection based on phase-OTDR. In Proceedings of 22nd International 

Conference on Optical Fiber Sensors (OFS22), Beijing, China, October 2012; accepted.  

117. Dong, Y.; Chen, L.; Bao, X. System optimization of a long-range Brillouin-loss-based distributed 

fiber sensor. Appl. Opt. 2010, 49, 5020–5025. 

118.  Ohno, H.; Naruse, H.; Kihara, M.; Shimada, A. Industrial applications of the BOTDR optical 

fiber strain sensor. Opt. Fiber Technol. 2001, 7, 45–64. 

119.  Bao, X.; Chen, L. Development of the Distributed Brillouin Sensors for Health Monitoring of 

Civil Structures. In Optical Waveguide Sensing and Imaging, NATO Science for Peace and 

Security Series B: Physics and Biophysics; Springer: New York, NY, USA, 2008; pp. 101–125.  

120.  Zhang, C.; Bao, X.; Ozkan, I.F.; Mohareb, M.; Ravet, F.; Du, M.; DiGiovanni, D.J. Prediction of 

the Pipe Buckling by Using Broadening factor with Distributed Brillouin Fiber Sensor.  

Opt. Fiber Technol. 2008, 14, 109–113. 

© 2012 by the authors; licensee MDPI, Basel, Switzerland. This article is an open access article 

distributed under the terms and conditions of the Creative Commons Attribution license 

(http://creativecommons.org/licenses/by/3.0/). 


